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Dosicare Overview

1. Overview

1.1  Purpose of this document

This document provides the necessary information for the optimal use of the individual
dosimetry software DOSICARE:

with DMC 2000 dosimeters, and LDM 101, LDM210, LDM220, LDM230, LDM2000
readers and LDM3000 concept.

p=

A in a windows environment.

For any use of this software on other platforms, please consult an MGP Instruments
representative.

For more information on the dosimeters and readers, please refer to the respective manuals
(see 81.3 Reference documents, page 2).

Note: the present document is applicable for a user that already has some basic knowledge of the windows
SOFTWARE environment. |.e. mouse manipulation, menus, open, save a file. If necessary refer to the operating
systemb6s documentati on.

1.2 Contents

The present document contains the following chapters:

A Installation and start up: The chapter describes the necessary operation in order to
install and start the DOSICARE software. It also describes the use with dosimeter
readers.

>

General presentation: The chapter describes all the DOSICARE features in order to
have an easy access to the program functions.

b=

Initializing the data:The chapter provides a detailed procedure to create and maintain
the required data in order to manage the individual dosimetry. (Categories, Alarms
thresholds, dose | imits, companyds data, do

b=

Assignment of a dosimeter: The chapter describes the methods to allocate temporarily

or permanently (definitively) a dosi meter
dosi meter (area entry), to consult the |is
of z on e Oinetet (drea exit)o s

t
t

Displaying, editing dosimetric reports:The chapter describes all the reports that can be
printed.

)

)

Displaying, editing the worker files via web browser:The chapter describes the access

to the workeros data vi eneeExploee br owser from

)

Monitoring important indicators:The chapter describes how to get alerted about area
exit with alert/alarm, forced area entry and disconnection of dosimeter reader in real
time via a dashboard.Watch the system (System supervision)

141298EN-G 1
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This chapter describes what the user needs to know to check that the system (readers
LDM101, LDM210, LDM220, LDM230 or LDM330) is working correctly.

A Trick (System preferences)

The chapter explains how, to change the software warnings change the units, or change the
language.

A Extension

The chapter describes how to extend the system: multiple readers on the same PC, multiple
readers on other PCOs.

A An appendix at the end of the document provides further information.

1.3 Reference documents
For any further information on associated equipment used by the DOSICARE software,
please refer to the following documents:
A DMC2000 userds manual 115170
A - LDM101 wuser:0s manual 122 865
A LDM210/ 220 wusier 6s manual 127 356
A LDM2000 userod6s manual : 115 373
A LDM3000O userdés manual : 131 319
1.4  Direct access to the information
The document is designed to provide quick access to any information, including:
A A detailed Table of Contents located at the beginning of the present document.
A A Glossary located at the end describes all the acronyms, abbreviations and
terminology.
2 141298EN-G
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1.5 Conventions

1.5.1 Typographical symbols
The A and A symbols are used to describe enumerations.
The A symbol is to indicate the first level of the enumeration.
The A symbol is to indicate the second level of the enumeration.

1.5.2 Screen copies
This document includes many screen copies.
All the screen copies may slightly differ with the OS version used.

Note:Al'l the screen copies are done wit hveltwilbenfedi@&dRo | evel

153 Selecting the functions from the menu

For clarification, the selection of a function from the menu will be described as follows: from
the mainmenuselectmenu és f unct i-fanction/etenus sub

Exampl e: ATo printFild/Peidooument sel ect

154 Terminology

The present manual refers to menu terms that are specific to the dosimetry. For clarity, the
entire dosimetry specific vocabulary is explained in the glossary located at the end of the
document.

155 Advise, reminder, Note

The user will find in the manual some text zones named advise, reminder, Notes.

Advice: the advice promotes improved work efficiency and offers shortcuts or actions that will help save time.
Note: the Notes indicate important points, exceptions and specific points.

Reminder:t he Areminder o reminds some information seen to pr
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1.6

Description

The DOSICARE software is especially suited to management of the individual dosimetry of
the persons (termed "workers" afterwards) in compliance with the French regulations in

force.

The DOSICARE software is delivered on a CD-ROM disk, including the on line

documentation.

This software must be installed on PC-type machines featuring an operating system
Windows XP (Latest Service Pack highly recommended), and is used with DMC2000S,
DMC2000X, DMC2000XB dosimeters and one or more LDM101, LDM210, LDM220,
LDM230, LDM330, LDM2000 and LDM3000 (concept) readers.

1.6.1  Features
DOSICARE offers the following functions:
A Configuration of the pre-installed data :
¢ Definition of the common data (Categories, alarm threshold, pre alarm threshold, dose
limits, unit)
A Basic data creation :
¢ companyds data creation
¢ Sectionbs data creation
¢ Doctordés data creation
¢ workerods data creation
A Assignment of a dosimeter :
¢ Permanent assignment
¢ Temporary assignment
A Dosimeter reading.
A After use dose assignment.
A Alarm cases sorting.
A Displaying, editing dosimetric reports.
A Dose export in as text file for specific statistics or reports.
A survey of the system
4 141298EN-G
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Installation and setup

2.

2.1

2.2

2.3

Installation and setup

Introduction
The installation and the setup of DOSICARE consists in:

A Installing the software modules on the required platform (generally a PC)
A Installing the hardware configuration (linking the PC to the dosimeter reader)
A Setting up the link between the PC and the reader

Hardware required configuration

The minimum requirements for a pc to run the DOSICARE software are specified as
follows:

A PC compatible (INTEL Pentium Il >= 400 MHZz)
A Hard drive >= 4 Gbytes

A RAM memory >= 1 Ghytes

A 1 serial RS232 port available (or USB) and recognized by the operating system.

A Microsoft Windows (XP-SP2, Vista or Windows 7) for DosiCare, LdmMgr and
LdmMgr2000

A Microsoft Windows (2000-SP4 + IE6 + MDAC2.8, Server 2003-SP1, XP-SP2, Vista,
Windows 7 or Windows 8) for the Database SQLServer 2005 Express Edition

A Color screen SVGA resolution 1024 x 768 (recommended screen size 17 inch)

A Printer

A Mouse

A The CD-ROM, MGP Instruments containing the DOSICARE software.

Installing the software

Advice: before starting the installation software, we recommend that you quit all other running applications on
the PC.

2.3.1 Client and server installation
2.3.1.1 Running the installer
The DOSICARE software is delivered on a CD-ROM containing the DOSICARE, DosiCare
Web, Dashboard, IRSN mail generator, LdmMgr and LdmMgr2000 modules.
141298EN-G 5
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Note: LdmMgr is the software module that manages the communication layers between DOSICARE and
LDM101-family, LDM210, LDM220, LDM230 and LDM330 readers.
LdmMgr2000 manages the LDM2000 and LDM3000 via the Ethernet connection.

Installation involves running the installer "setup.exe" from the CD-ROM and following the
instructions displayed on the screen.

Notes:

Installation is valid only for:

- one type of dosimeter reader (LDM101, LDM210, LDM220, LDM230, LDM330, LDM2000 or LDM3000),
- one configured language (French or English)

Changing the dosimeter type or language afterwards requires a fresh installation.

If you wish to use DOSICARE software with another type of reader, please consult Mirion Technologies.

Choose the installation language:

Langue de l'assistant diinstallation rz|

m Yeuilez sélectionner la langue gui sera utilisée

part l'assistant dinstallation

Fr'an W |

Ok H Annuler ]

)l Setup - Dosicare
Dosicare installation ! H
Welcome } w1

You will install Dosicare and its components, To conkinue, click Mext,

[ Mext = l [ Cancel

Click Next to install DOSICARE and its components.

6 141298EN-G
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)l Setup - Dosicare

License agreement
Please read the following License Agreement

Warning: This compuker program is protected by copyright law and inkernational

it, may result in severe civil and criminal penalties, and will be prosecuted to the
maximurm exkent possible under the law,

Do wou accepk all kerms aof this license agreement?

kreaties, Unauthorized reproduction or distribution of this program, or any portion of

[ < Back ” Mext =

l [ Cancel

Click Next to accept the license agreement.

)l Setup - Dosicare

Information
Please read the following information

used by defaulk for new workers that vou create, It is imperative to control Ehem
before using the swstem in operation. The unit of measurement is the pEy,

Please refer to user manual to change the unit,

Warning: the syskem is installed with configured alarms levels, These alarms are those

> 1SS

< Back ” Mext =

l [ Cancel

Click Next to continue the installation.
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Installation and setup Dosicare

] Setup - Dosicare n L |E| E|
Choice of installation type ﬁ"ggm
Aukomatic or custom # AR

[ R

Please choose automatic installation (recommended) or cuskom installation (For experts

anlyd:

(%) Aukamatic installation

) Custom inskallation

[ = Back, ” Mexk = l[ Cancel ]

The installation wizard offers the choice of automatic or custom installation.

Automatic installation

A

A

b=

b=

b=

)

)

Operating system is automatically detected,

Required components (Windows Installer, .NET 3.5 Framework, SQL Server 2005
Express Edition) are installed if not present,

Components are installed in the directory C:\Program Files\Dosicare,

All Dosicare components are installed (Dosicare, LdmMgr, LdmMgr2000, Dashboard,
Dosiweb, Siseri Sender and SiseriWebReport),

The DOSICARE database is created, and installation is set up (as a server), but
replication is not activated in the LdmMgr application,

The applications are configured in French,

Drivers for the LDM220, LDM320 and LDM330 readers are installed.

If any of the following applies to you, it is recommended that you should use custom
installation:

A

>

>

You want to choose which required components (Windows Installer, .NET 3.5
Framework, SQL Server 2005 Express Edition) to install,

You want to choose the operating system manually,

You want to change the installation directory or choose which components to install,
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Dosicare Installation and setup

A You do not want to create or update the database, or you want to manage the creation
of the database manually (because a version of SQL Server is already installed and you
want to manually create an instance called DOSICARE)

What automatic installation does not do:

A Create an instance called DOSICARE if a version of SQL Server is already installed. In
this case you must create an instance called DOSICARE manually before running
automatic installation.

Installation of Framework 4.5 (mandatory for SiseriWebReport). If you install
SiseriWebReport, then you need to install Framework 4.5.

>

2.3.1.2 Automatic installation

If you have selected automatic installation, the installation wizard displays a summary of the
actions which will be performed:

Pl Setup - Dosicare n g|§|g|

Automatic installation ﬂw’m
Installation surmrmary: F AR,
[ R

The Following prerequisices will be installed: .
- Windows Installer

An DOSICARE instance already exisks, it will nok be recreated,
Replication will not be installed

The setup will install the default components with the Following options:

- Operating syskem: Windows XP 32 bits

- 3L Server: 0L Server 2005 Express Edition
- Installation Falder: Ci\Pragram Files\Daosicare
- Language: French

- Unik: pSy

Replication options:
- Server installation (FMOEREL)
- Replication ackivation: no

[ « Back. ” Mext = l[ Cancel

If you are agree with this installation, click Next to continue. Otherwise click Back and select
custom installation. Click Cancel to cancel installing DOSICARE on this machine.
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Installation and setup Dosicare

The installation wizard then asks you to register your version of Dosicare:

i) Setup - Dosicare n E||E|E|

Automatic installation A m
Software reqgistration F :h |
[ R
Please register your version of Dosicare by completing wour name, company and serial
nurmber. This recording is naok mandatary but it allows ko unlack the limited demao

version, It is also possible to do it once the installation complete, in the software
Dosicare:

Marmne:

oo |

Campany:
MGPT |

Serial nurmber:
|MGF‘-9'u'Ei'u'?-GI:|F‘Ei-vBlmLI2 |

« Back. ” Mext = I[ Cancel ]

By default, Dosicare is registered as a demonstration version. This blocks access to some
of the functions of Dosicare's components. If you want to use the full version of the Dosicare
tools, you should register your version of Dosicare.

Note: you can register your software after installing the application, via the Dosicare registration interface.

Depending on the components required, the installation wizard may launch the installation
of Windows Installer, .NET 3.5 Framework or SQL Server 2005 Express Edition Follow the
instructions for installing these required components.

10
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Dosicare Installation and setup

Once any required components have been installed, the installation wizard installs the
Dosicare components:

)l Setup - Dosicare n

Installing WH
Please wait while Setup installs Dosicare on your computer, } Ak

Extracting files. ..
C:\Program FilesDosicare!fidelImage10, gif

[IIIIIIIII

Cancel

Once the DOSICARE components have been installed, the wizard will install the drivers for
LDM3XO0 readers. The installation screens may differ depending on the operating system.
Follow the installation instructions for these drivers. Below is an example of installing the
LDM220 driver on Windows XP:

. Software Installation

The software you are installing has not passed Windows Logo
testing to verify its compatibility with ‘Windows XP. (Tell me why
this testing is important. )

17

Continuing your installation of this software may impair
or destabilize the correct operation of your system
either immediately or in the future. Microsoft strongly
recommends that you stop this installation now and
contact the software vendor for software that has “
passed Windows Logo testing. .

[ Continue Anyway ] [ STOP Installation ]
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Installation and setup Dosicare

Installation completed, click Finish to quit the setup wizard.
Pl Setup - Dosicare n g|§”g|

Completing the Dosicare Setup
Wizard

Setup has Finished installing Dosicare on wour computer, The
application may be launched by selecting the installed icons,

Click. Finish to exit Setup,

2.3.1.3 Custom installation

If you have selected custom installation, the wizard asks whether you want to install
Windows Installer:

Setup X

‘?‘/‘ Do wou want o install Windows Installer?

<%

The Windows Installer setup wizard automatically detects if Windows Installer is already
installed or if an update is required. If you have clicked on Yes and Windows Install and sex

that installation is not required, you will see the following message:
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Dosicare Installation and setup
Setup has detected that the Service Pack version of this system
is hewer than the update you are applying.
There is no heed to install this update.
This message informs you that it is not required to install Windows Installer. This error does
not prevent DOSICARE from being installed. Click OK and the installation of DOSICARE
will resume with the next required component:
F ™
Setup I——
I: :I Do you want to install MET Framework 3.57
[ Chui J ’ Mon
The .NET 3.5 Framework setup wizard launches, follow the instructions.
If a more recent version of the .NET Framework is already installed, you may see a
message reporting that the installation failed, or a dialogue box offering the choice to
modify, repair or uninstall it. This indicates that the .NET Framework is already installed and
it is not necessary to continue installing it. Cancel installing the .NET Framework and go
back to DOSICARE installation.
Installation de Microsoft .HET Framewnork 2.0
Setup cannot conkinue because this version of the MET Framework, is incompatible with a previously installed one. For more information, see
http: ifsupport. microsoft, comfsupport kb articles/qa12/5/00. asp
The DOSICARE setup wizard then offers to install SQL Server 2005 Express Edition:
\?{) Do ol wank boinskall 0L server 2005 Express Editiont
[ [N l [ Mian
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Installation and setup Dosicare

If you have chosen to install SQL Server 2005 Express edition, the following window is

displayed:
J”LI Setup - Dosicane
Custom installation A m
Replication configuratian F Ak
...

The administrator account and associated password are required ko install SQL Server
2005 Express Edition, Please complete the Fallowing figlds:

Lotolnta [Ny I [MOEREL | <A dminiskrator accounk s Passwiord:

Choose the type of syskem on which wou inskall Dosicare:

{:} Server
(#) Client

Flease enter the server name in the replication systemm:

Server name  |FMOEREL

Enable replication

[ < Back. ” Mexk = ][ Cancel ]

To install SQL Server 2005 Express Edition and configure the replication module, the
following fields must be completed:

A Administrator account and password: required to configure SQL Server 2005 services.
If you do not have a password for your administrator account, you must set one up. The
account name must contain the machine name and username in the form
<machine>\<user>. The setup wizard supplies the machine name for you.

A Choice of machine type: server or reader,

A Inthe case of a reader (client) installation, the server name is requested in order to
configure the replication module,

A You can also activate replication

Click Next to start installing SQL Server 2005 Express Edition required components:
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Dosicare Installation and setup

™ Microsoft SOL Server 2005 Setup E'
Installing Prerequisites
Ingtallz zoftware compaonents required priar to installing SEL
Server. o
SOL Server Component Update will install the following cormponernts
required for SOL Server Setup:
=+ Microsoft SOL Server 2005 Setup Support Files
Configuring components. ..
]
Cancel
SQL Server 2005 Express Edition installation screen:
141298EN-G 15
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Installation and setup Dosicare

& Microsoft SOL Server 2005 Setup

X

Setup Progress

The selected components are being configured

il
Product Stakus ~
M3=MLE
@SOL Setup Suppork Files Setup finished
(9 0L Mative Client Setup finished
@SQL W55 writer Configuring components. ..
5oL Server Database Services
(Powcil Setup finished ]
@SOL Server Backward-Compatibilicy Files  Setup finished
Reporting Services "

Skatus

Registering local servers

Cancel

When SQL Server 2005 Express Edition installation is complete, the DOSICARE setup
wizard continues with the operating system selection screen:
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Dosicare Installation and setup

¥l Setup - Dosicare 3 L”E”E'
Custom installation s n
Choice of operating swskem } ak
hose

Choose the operating syskem

) windows %P 32 bits

) windows %P 64 bits

(%) windows Server 2003
) windows Yista

) Windows Server 2008
() Windows Server 2008 B2
() windows 7 32 bits

) windows 7 64 bits

< Back ” Mext = l [ Cancel

Click Next to continue.

i N
m Setup - Dosicare = | —
Custom installation L H
Choice of 0L Server version } Ak
], .

Choose the version of SQL Server used to host the database DOSICARE:
@ 5QL Server 2005
(71 5L Server 2008
N (©) SQL Server 2012

< Back ][ Mext = ][ Cancel
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Installation and setup Dosicare

Select the version of SQL Server which hosts the database. If you have just installed SQL
Server 2005 Express Edition, select SQL Server 2005 from the list. If you did not install SQL
Server 2005 Express because a version of SQL Server was already installed on your
machine, selected in the list and click Next to continue.

Choose the type of reader you will use:

)l Setup - Dosicare n E||E|E|

Custom installation s m
Choice of reader tvpe F ak

Choice of used reader;

() LoMzz0
) LDM320
() LDM330

E} Maone

[ = Back, ” Mexk = l[ Cancel ]

If you do not know which reader to install, or you are installing components which do not
require the use of a reader, select None. Click Next to continue.

18
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Dosicare Installation and setup

¥l Setup - Dosicare > | Z||E|[E|

Custom installation s H
Software registration } ak
...

Please register your version of Dosicare by completing wour name, company and serial
number, This recording is not mandatory but it allows to unlack the limited demo
wersion, It is also possible ko do it once the installation complete, in the software
Dosicare:

Marmne:

oo |

Cormparny:
MGPT |

Serial number:
|MGP-9qu-GbPB-vB1muz |

[ = Back, ” Mexk = l[ Cancel ]

By default, Dosicare is registered as a demonstration version. This blocks access to some
of the functions of Dosicare's components. If you want to use the full version of the Dosicare
tools, you should register your version of Dosicare.

Note: you can register your software after installing the application, via the Dosicare registration interface.

Click Next to continue the installation.
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Installation and setup

Dosicare

)l Setup - Dosicare

Custom installation
Choice of installation Folder

Installation Folder

Please enter the installation Folder of Dosicare:

_:\Program FilesiDosicare

[ = Back, ” Mexk = l[ Cancel ]

Enter the installation directory for the DOSICARE components. By default, on 32-bit
operating systems, the directory C:\Program Files\Dosicare is used.

Next, select the applications to install:

-
m Setup - Dosicare

Custom installation
Choice of applications to install

Please check the applications to install:

[7] pashboard

[] mail generator (Sizerisender)

L] —

[] patabase J+
[7] Database replication module

I |Update database replication module

I [7] workers and dosimetry management {Dosicare)

I [7] communication management with the dosimeter reader {LdmMar) E

[7] Access contral for LDM2000,LDM3000 (LdmMgr2000)

[7] web management of the workers (Dosiweb)

[ < Back ][ MNext = ][ Cancel
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Dosicare Installation and setup

If you install the database, it is highly recommended to install the replication module.
Replication is essential for systems with several readers and a central server.

As a general rule when installing on a server, the following applications can be installed:

A Database (recommended)

A Database replication module (recommended)
A Worker and dose management (Dosicare)

A Dashboard

A Mail generator (SiseriSender)

A Dose check on the Internet (SiseriwebReport)

When installing on a client (reader), the following applications can be installed:

A Database (essential)

A Replication module (recommended)

A Dosimeter reader communication manager (LdmMgr)
A Access control for LDM2000/LDM3000 (LdmMgr2000)

Next, select the language which will be configured for the Dosicare components:

JfLI Setup - Dosicane n EHE|E|

Custom installation Lt “
Choice of language # Ak,
1

Please choose the language that will be used in the installed applications:
) French
() English

< Back ” Mext = l [ Cancel
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Installation and setup Dosicare

Note that the language may be changed in each application after installation, by editing the
appropriate configuration files.

Click Next to continue.

%) Setup - Dosicare n E”E'E'

Custom installation e m
Inskallakion surirnary: f 2K
pie
An error occurred while installing Windows Installer .

An errar occurred while installing JMET Framewaork:,
an error occurred while instaling S0L Server

Mo components will be inskalled

Installation configuration:

- Qperating system: Windows Server 2003

- S0L Server: SOL Server 2005

- Installation Falder: C\Program FilesiDosicare
- Language: English

- Uik psey

Feplication options:
- Client inskallation (server FMOEREL)
- Replication ackivation: yes

[ < Back. ” Mexk = ][ Cancel ]

The setup wizard displays the custom installation summary. If you are agree with this, click
Next to continue or Back to change the installation options.
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Installation and setup

Dosicare
¥l Setup - Dosicare > | '._||E|[Z|
Installing e H
Please wait while Setup installs Dosicare on your computer, F Ak
(E
Extracting files. ..
C:\Program FileshDosicarelDatalScriptsiMal_PROC_DOSIMETRIE_LECTEUR. bat
[lllllllllllllllllllllllllllllllllllllllllllllllll
The setup wizard installs the Dosicare components. Depending on the options selected,
several installation windows may be displayed for the database or driver readers. Follow the
instructions given by these setup wizards.
Below is an example of installing the LDM330 driver on Windows XP.
Silicon Laboratories CP210x YCP Drivers for Windows XPf2003 Serven/Vi
Setup Status
The InstallShield Wizard iz repaining Silicon Labarataries CP270x WCP Drivers for Windows
HPA2003 ServerMVistal 7
Installing
C:h MATERIDES-833E-4B32-8892-1 2734 CEATFER TN S Setup. dl
[llllllllllll
141298EN-G 23

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Installation and setup Dosicare

The setup wizard displays the end of installation message:
) Setup - Dosicare > Jeiisls

Completing the Dosicare Setup
Wizard

Setup has finished installing Dosicare on your computer,

Click. Finish ko exit Setup,

Click Finish to quit the DOSICARE setup Wizard.

2.3.2 Server installation

2.3.2.1 Required components

A If you have chosen to install the DosiWeb or SiseriWebReport application, you may
need to install and configure IIS. To do this, go to "Control Panel", "Add/Remove
programs", "Add or remove Windows components", and select "Internet Services (IIS)".

2.3.2.2 Configuration of DosiWeb
On the machine which will operate as Web server for DosiWeb:

A Go to the installation directory of DosiCare, generally "C:\Program Files\DosiCare" and
copy the directory "DosiCare Web". Paste this directory in "C:\Inetpub\wwwroot".

>

Go to the Control Panel, open the administration tools and double click on Services
Internet (11S). See below.
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Dosicare Installation and setup
™ Qutils d'administration ._ _ Z|
Fichier ~ Edition  Affichage  Favoris  CQutils 7 I
@ Précédente - -\_;l lﬁ; p Rechercher Ii ~ Dossiers -
Adresse |4 Cutils d'administration vl R
Mom - Taile = Type Date def
Gestion des fichiers &Assistants Microsoft \MET Framework 1.1 ZKo  Raccourd 2910312
e &Configuration Microsoft \MET Framework 1.1 2Ko Raccourci 29/0312
Iﬂ Renaommer o Fichier : o . ’
- i o -~ deskrop.ini 1Ko Paramétres de confi...  24/0802
@ Deplacer ce fichier @Gestion de 'ordinateur 2Ko Raccourdi 0afo7 2
Copier ce fichisr &Micmsoﬂ: MET Framework 1.1 Configuration ZKo  Raccourd 2910312
@ Publier ce Fichier sur le Web %Micmsoft MET Framewoark 1.1 \Wizards 2Ko Raccourci 29/0312
“3| Enwoyer ce fichier par courrier B micrasaft MET Framewark 2.0 Configuration ZKo Raccourd 16/0712
eleckronigue Cbservateur d'événements 2Ko Raccourdi 19/05§2
¥€ Supprimer ce Fichier @Performances ZKo PRaccourd 1600512
%Services 2Ko Raccourci 24/0512
@Services de composants ZKo Raccourci 16/0812
Autres emplacements 5 Internet: (115) ZKo  Raccourc 24/0812
§ ) g Sources de données (QDBC) ZKo  Raccourd 050972
[ Panneau de configuration - L i
@ Stratégie de sécurité locale 2Ko Raccourci 16/0512
@ IMes docurnents
H Poste de krawail
!d Favoris réseau
Détails
< 3
A If Services Internet (11S) is not present, you have to install it.
A Go to the menu "Default Website " as shown below :
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Installation and setup

Dosicare

~'E Services Internet (I1S)

B(=1ES

Fichier  Action  Affichage ¥
& | E2 m
Services Inkernet (115) Mo | Chernin d'accés | Etat
= g AMITCHELL {ordinateur local) @IISHEIp £ hwindawsihelpishelp
- EiF'rinters CYIMDOW S webh printer s
- i par defaut . @DusiCriteria D:\Dosisery DositWebApplicationsiD, .

+ L Serveur virtuel SMTP par def EiCrystalRepDrtWebFnrmvieweQ CiWProgram Files\Microsoft Yisual Sta.,.,
QXtraChartsDemus_v?_Z C:YProgram Files\Developer Express ...
QXtraRepDrtsDemDs_v?_Z CiYProgram Files\Developer Express ...
@XtraRepDrts_v?_z Z:\Program Files\Developer Express ...
[ aspnet_client
E help. gif
E iisstart. asp
E localstart, asp
E e, gif
E paqerrar . qif
E print. gif
E warning. gif
E web, gif
E winxp. gif

< EYES >
A Right click on "Default Website", go to "New" and select "Virtual directory".
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Dosicare Installation and setup

Yirtual Directory Creation Wizard 7 x|

Welcome to the Virtual
Directory Creation Wizard

This wizard helps you create a new virtual directory on this
Web site.

To continue, click Next.

¢ Bach Cancel l
A Click on "Next".
virtual Directory Creation Wizard J 5]
Virtual Directory Alias
Specify a short name, or alias, for this virtual directory.
Type the alias you want to use to gain access to this Web virtual directory. Use the
same haming conventions that you would for haming a directory.
Alias:
IDosiCarel
< Back I Nest > I Cancel
Create the alias "DosiCare" and click on "Next ".
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Installation and setup

Dosicare

Yirtual Directory Creation Wizard

Web Site Content Directory
Where is the content you want to publish on the Web site?

x|

&

Enter the path to the directory that contains the content for this Web site.

Path:

C:\netpubhvwwwroot\DosiCare Web Browse... I

< Back I Next > I

Cancel

Enter the directory as "C:\Inetpub\wwwroot\DosiCare Web" and click on "Next ". Fill the next

window as shown below:

Yirtual Directory Creation Wizard

¥irtual Directory Access Permissions
Set the access permissions for this virtual directory.

x|

&

Allow the following permissions:

v Read
¥ Run scripts [such as ASPF

[ Execute [such as ISAPI applications or CGI)
[~ Wirite

[V Browse

To complete the wizard, click Next .

< Back I Next > I

Cancel

Click on "Next".
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Dosicare Installation and setup

Yirtual Directory Creation Wizard x|

You have successfully
completed the Virtual
Directory Creation Wizard.

To close this wizard, click Finish.

Click on "End".

A Right click on the alias "DosiCare" in the list of "Default Website" and select
"Properties". Go to the tab "Directory security" and click on "Change " on the window
below:

141298EN-G 29

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Installation and setup

Dosicare

Propriétés de DosiCare

Entétes HTTP Meszages d'ermeur personnalizés ASPMET

Connesions anonymes et contréle d'authentification

Fiépertoire wirtuel Documents | Sécurité de répertoire

Activez ler connexions anonpmes et
w modifiez les méthodes d'authentification [ W odificr

e, pour cette regsource.

Restrictions par adrezze |P et nom de domaine

@

Communications séounsées

Exigez des communications séounsées et
activez lez certificatz clients lors de
[accés & cette ressource.

[ Ok ][ Annuler ]

Following window appears and should be filled as shown:
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Méthodes d'authentification

Connesion anonyme
Aucun nom d'ubiizateur/mot de pazse requis pour accéder & cette reszource.

Compte utlizé pour les connexions anonymes ;

Mom dutiisateur: | IUSR_AMITCHELL

kot de passze

Autarizer la vérnfication de mot de pasze par |15

Aooés authentifié

Pour les méthodes d'authentification survantes, le nom d'utilizateur et le mot
de pazse zont obligatoires lorzque

- laccés anonyme ezt dézactivé ou

- larzque l'accés est limité 4 'aide des listes de contrdle d'accés MTFS.

[ ] Authentification Digest pour les servewrs de domaine Windows

[ ] Authentification de base [le mot de pazse est envopé en texte clail

Domaine par défaut ;
Domaine ;

Authentification intéarée Windows

| ok | | aender | | side |

Click on "OK" in order to validate.

A On the windows of the properties, go to the tab "ASP.NET". For the "Version ASP.NET",
select the line from type "2.x.yyyyy" that corresponds to the framework .Net to be used:
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Propriétés de DosiCare

Fépertoire virtuel
Entétes HTTP

tezzages d'emewr personnalizés

Drocuments Sécurnité de répertoire

Yerzion ASP.MET :
Cherin d'accés wirtuel ;
Emplacement du fichier :

D ate de création du fichier ;

Dernigre modification du fichier ;

205

0727

ASPMNET

|£D nziCare

|E:'\Inetpu|:u'\wwwn:u:|t'\D oziCare Web'web. confi

|EIB.I"I 142007 11:22:56

|1 94102007 171:56:52

OF.

H Annler ][ Appliguer H

Aide

A Go to the tab "Documents" and, if not already present, add the element "Default.aspx”

by clicking on the button "Add " in order to obtain a similar window as below:
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Propriétés de DosiCare

Entétes HTTP Meszages d'ermeur personnalizés ASPMET
Documents | Sécunté de répertaire

R épertaire wirtuel |

Activer le document par défaut

Drefault. bt
t

Default. asp
index. htrmn
I || |iisstartasp Supprimer
Default. aspy
[] Activer le pied de page de document

| Parcounir....

[ k. H Annler ] Appliguer

Go to the menu START and select "Run...". In the appearing window, enter "iisreset":

A

Exécuter

= Entrez le nom d'un programme, dossier, document ou d'une
.'E ressource Internet, et Windows l'ouvrira pour vous,

Quvrir | iisreset| v|

[ ok l [ Annuler ] [ Parcourir..,. ]

A Click on "OK". The following window appears and will then close.

33

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Installation and setup Dosicare

C:AWINDOWS\system3 2\iisreset.exe -|O ﬂ
B

Tentative d’arrét en cours...

2.3.2.3 SiseriWebReport Setup

On the PC that will be used as a Web server for SiseriWebReport :

A Go to the Control Panel, open the administrator tools and then double-click on Services
Internet (11S). Add the SiseriwebReport virtual directory the same way you did for
DosicareWeb.

A In the advanced settings, select ASP.NET v4.0 as the ASP.NET software version (or as
Pool déapplications, depending on the opera
Paramétres avancés | 2 i‘E—J
B (Général)
Chemin d'accés physique C\Program Files\MIRION\Dosicare\SISERIWebReport
Chemin virtuel /SiseriWebReport

Informations d'identification du chemin physique
ClearText E
Pool d'applications ASP.NET v4.0
B Comportement
Protocoles activés http

Informations d'identification du chemin physique pour le type d'ouverture de session

[logonhethod] Indique le type d'opération d'ouverture de session a effectuer lors de I'appel LogonUser pour cbtenir
un jeton utilisateur permettant d'accéder au chemin physique du répertoire virtuel.

| 0K || Annuler |

A Setup the « SiseriWebReport/Temp » directory where report files are generated by
enabling the « IIS IUSRS » user to write in this directory (full control) :
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=nz L — — - SE— [
| | Propnigtés de : temp —— —— M

e — e, n —

| Géneral | Partage | Sécurité | Versions précédentes | Personnaliser

Mom de I'objet :  C:\Program Files'MIRICNYDosicare®SISERIWebReporttemp

Moms de groupes ou d'utilisateurs
‘3?_, Administrateurs (LMN-D-FMOEREL  Administrateurs)
‘3?_, |tilisateurs (LMMN-D-FMOEREL" Lkilisateurs)
A[15_IUSRS (LMM-D-FMOERELMIS_IUSRS)

L3

‘3?_, TrustedInstaller

A [m |

Pour modifier les autonsations, cliquez sur Modifier.

Autorisati I5_IUSRS
orisations pour 115_ Aitorzer Refuser

Contréle total

Modification

Lecture et exécution

Affichage du contenu du dossier
Lecture

Ecriture

Pour les autorsations spéciales et les paramétres avanceés, cliqguez sur Avance
Avance.

Informations sur le contrile d'accés et les autorsations

&

-

LNANSAS

[ QK ][ Annuler ] Appliquer

A

The generation of report (as .pdf files) requires the installation of Acrobat Reader or
equivalent.

2.3.2.4  Configuration of the mailgenerator

The mailgenerator IRSN allows sending an email to a responsible person in order to
automate the transmission of the file to the IRSN. This attached file contains the doses,

which are not yet transmitted. A reminder of the file content is done in the body of the email.
The range of covered dates is shown in the email subject.

The mailgenerator IRSN has not graphic interface for the user. It will be executed only once.

In order to regularly send an email to a responsible person, you have to add a scheduled
task.

Due this, go to the Control Panel of the PC and open "Scheduled task". Double click on
"Create a scheduled task".

Follow the steps below:
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Assistant Tache planifiée

Cet Aszziztant wous aide & planifier une tache & faire
exécuter par Windows.

S électionnez le programme que wous voulez que
"Windows exécute puis planifiez-le pour une heure qui
waLg convient.

Cliguez sur Suivvant pour continuer.

< Précédent Suivant » ] [ Annuler ]

Click on "Next".

Assistant Tache planifiée

Cliguez zur le programme gue “Windows exécutera,
Pour vaoir plus de programmes, cliqguez zur Parcourir,

Application Werzion ~
m%.ﬁ'« propos de QuickTime | N
[ &ddBartemLinks 1.0,2504.330...

[ &ddGroups 1.0.2504.330...
[ additemLinks 1.0.2504.330...
[ addMewB ar 1.0.2504.330...
% Adrinigtration Agzistant for . 10.1.02.0 3

FParcourr...

Clckon " Br owseé"

Navigate to the installation directory of DosiCare.

Go to the subdirectory SiseriSender and select DosiCare.SiseriSender.exe. In the default

case, the entire path is:
"C:\Program Files\DosiCare\SiseriSender\DosiCare.SiseriSender.exe".
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Choisir un programme a planifier

Fiegarder dars : | = SiserSender w | Q ¥ = [
T L’-ﬂ DosiCare, Business, dll
i 23 L’lﬂ CosiCare, Datafccess.dll
Mes documents | (RS iSender,
récents @DnsiCare.SiseriSender.exe.u:u:unfig
— |'°=_°°] DosiCare, Siserisender, exe . log
Bureau

2

hes documents

M

Poste de travail

" Mam du fichier : |D|:u$i|:are.5iseri5 ender. exe W | [ Curerir l
Favanz réseas | Fichiers de type | Programmes » | [ Annuler ]
Click on "Open".

Assistant Tache planifiée

Entrez un nom pour cette tache. Ce nom peut &tre
celui du programme.

| DoziCare. SizenSender |

Exécuter cette tache :

) Tous les jours

(%) Toutes les semaines

) Tousz les mois

(3 Une zeule fois

() &u démarrage de mon ordinateur

) & louverture d'une zession

[<F‘récédent ” Suivant » ] [ Annuler

Select the execution frequency, for example "Each week ", and click on "Next".
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Assistant Tache planifiée

Choizizzez le jour et heure ausquels wous voulez que
cette tache commence.

Heure de début
(40 ]

Toutes lez TEMAINEs:

Sélectionnez les jours de la semaine ci-dessous
[ lurdi [ ieudi
[ mardi [] vendredi
[ mercredi [ | samedi
dimanche

[{F'récédent ” Suivant » ] [ Annuler ]

Select a time and a day of the week and click on "Next ".

Assistant Tache planifiée

Entrez le nom et le mot de pazse d'un utlizateur. La
tache sera exécutée comme i elle était lancée par cet
utilizateur.

Entrez le nom d'utilizateur ; |MGP‘I'\.amitcheII |

Entrez le mot de pazse : |uu““ |

Confirmer le mot de passe |uuun |

Siun mot de pazse n'a pas été entré, les taches
planifiées peuvent ne pas ¢'exécuter.

< Précédent ” Suivant » ] [ Annuler

Click on "Next".
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Assistant Tache planifiée

Youz avez planifié la tache suivante :
DogiCare, SisenSender

YWindaws emécutera cette tache

& 16:40 tousz lez dim. de chaque zemaine,
début : 07171/2007

] Ourerir les propriétés avancées de cette tiche quand
j& cliquerai zur Terminer.

Cliguez zur Terminer pour ajouter cette tache & volre
planification \Windows.

< Précédent ” Terminer ] [ Annuler

Click on "End".

Then you have to set the application itself. In the installation directory, go to SiseriSender
and open the file "DosiCare.SiseriSender.exe.config".

The file appears as below:

<contigurations
<appsettings=
<l== Mom réseau du serveur SMTF --»
<add key="smtpHost'" walue="smtp.mgpi.com. fr'"
<!-— Port du serweur SMTP (Optionnel. Defaut=z25) --»
<add key="smtpFort" walue="z:g" /=

<!-— adresse(s) email du ou des destinataire(s] séparées par des points—virgule --=

<add key="recipient" walue="" /=

<l-— adresse email de 1'expéditeur --=

<add key="sender'" wvalue="" /=

<l-- Actiwve f désactiwve 1'authentification seécurisée (S5L) TruesFalse (Optionnel. Defaut=False) --»

<add key="usessLauthentificartion" walue="False" /=

<l=-- Login & utiliser pour 1'authentifaction au server SMTF (Optionnel. Defaut=Aucune authentifaction) --=

<!-— <cadd key="1ogQinsMTP" walue="" /= --a

<!-— Mot de passe & utiliser pour 1'authentifaction au serwver SMTP (Optionnel. Defaut=aucune authentifaction].
obligatoire si 1oginsMTF est renseigné --»

<!-— cadd key="passwordsMTP" wvalue="" /= --a

<l-- Zeuil & partir duguel les bilan dosimetrigues des interwvenants seront surlignés dans le corps du mail
[(Optionnel. Defaut=Fas de seuUill--»
<!-- <add key="doseThreshold" walue="0,0258"/> ——»

<l-— Répertoire dans lequel sauvegarder les fichiers C5v (Optionnel. Defaut=Historigquel --»
<!-- <add key="CsvDirectory" wvalue="Historigue' /> --»
<!-— Login Dosicare utilisé par siserisender (son code OPRI sera utilisé dans e fichier Csw) —-»
<add key="Togin" walue="" /=
<l-— Entreprise exploitante --a
<add key="company" wvalue="" /=
< fappsettingss
<fconfigurations

You can set the following data:
A The SMTP server, "smtpHost" (mandatory)
A The SMTP port, "smtpPort" (mandatory), default value 25.

A The recipient(s) separated by semicolons, "recipient" (mandatory). The email addresses
must be valid."useSSLAuthentification" which enable / disable the authentication
encryption (facultative). Default value: disabled.

The login and password used to authenticate to the SMTP server "loginSMTP" and
"passwordSMTP" (facultatives). Default value: no authentication.

)
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A The sender, "sender" (mandatory, but it is better to enter a different email address from
thereci pi ent 6s address in order to inform a pe
the email to the recipient).
A The threshold of dose limit, "dose Threshold", that allows to alert the recipient in the
body of the email about the exceeding of this threshold (facultative).
A The relative location of the backup of the sent files, "CSVDirectory" (facultative).
A The identifier of the user, whose the email has been placed as recipient, "login”
(mandatory).
A The company of the user, whose the email has been placed as recipient, "company"

(mandatory).

In order to fill in this file, you should fill the space between the quotation marks just after
"value". It is important to keep the quotation marks. See the file below as example:

=7xml wersion="1.0" encoding="utf-g" 7a
<configuration=
cappsettings=
<1-- Nom réseau du Serveudr SMTP -—-x
<add key="smtpHost" walue="smtp.mgpi.com. fr' /=
<!-- Port du serwveur SMTP [Optionnel. Defaut=z25) —-»
<add key="smtpFort" wvalue="2z5" /=

<l-- adresse(s] email du ou des destinataire(s) séparées par des points-virgule --x

<add key="recipient" walue="destinatairel@mgpi.com.fr;destinatairezémgpi.com.fr" /=

<l-- adresse email de 1'expéditeur --=

<add key="sender'" walue="expediteura&ngpi.com.Tr" /=

<l-- actiwve f désactive 1'authentification sécurisée (5500 TruesFalse (Optionnel. Defaut=False] --=

<add key="usessLauthentification" walue="True" /=

<l=-- Login & utiliser pour 1'authentifaction au server SMTF (Optionnel. Defaut=aucune authentifaction) --»

<add key="10QinsMTP" walue="utilisateur" /=

<l-- Mot de passe & utiliser pour 1'authentifaction au server EMTF (Optionnel. Defaut=Aucune authentifaction].
Obligataire 59 10QinsMTP est renseignéd ——=

<add key="passwordsMTF" wvalue="gHNEx41F." /=

<l-- Zeuil & partir duguel les bilan dosimetrigues des intervenants seront surligneés dans le corps du mail
[(Optionnel. Defaut=rPas de seuill--=»
<add key="doseThreshold" walue="0,0258"/ =

<l-- Répertoire dans lequel sauwvegarder les Tichiers Csv (Optionnel. pDefaut=Historiguel) --=

<add key="Cswhirectory" walue="Historique' /=

<l--— Login Dosicare utilisé par siserisender (son code OPRI sera utilisé dans le fichier C5w) --»
<add key="Tlogin" walue="user" /=

<l-- Entreprise exploitante --=

<add key="company'" walue="ENTREPRISE" /=
< fappsettingss
= /configuration:=

2.3.2.5 Initialization of working codes

Task codes depending on the customer, no working code is inserted in the data base during
its creation when the installation is lauching.

To initialize the task codes, you must execute the file

« PATCH_INITIALIZE_CODE_TRAVAIL.BAT » after having modified the file

« INITIALIZE_CODE_TRAVAIL.sgl » which contains all the task codes we want to insert.
These files are in the directory « Data/Scripts/ » of the installation's directory of DOSICARE
application.

The file « PATCH_INITIALIZE_CODE_TRAVAIL.txt » allows verifying the good flow of task
codes' initialization. We can also verify in data base (by using SQL Server Management
Studio Express) that the table CODE_TRAVAIL is correctly initialized.
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2.4 Launch

2.4.1 Launch the main application
When installingDOSIGBAREOI derccabhted &n the deskt
Open this folder by double clicking the folder icon.
Double click onthe i Do s i Csharteud
The same shortcut can be launched from the menu START/Programme/DosiCare.

Due to the fact the DOSICARE Software manages individual dosimetry information, it has to
provide protection to some of the information by a password access.

When the program loads, the user is requested to enter a user name and a password.

The user and password (in lower case) have to be declared in the database. This is
performed in the fiadd usero function.

Note: It is mandatory the very first time this system is used to launch DosiCare BEFORE LdmMgr or
LdmMrg2000.

Double click onthe i L d mM@mAd. d mMO0O00 icon to launch the module that manages
the communications with the LDM readers.

Note: If you have connected more the one LDM 101/501 reader to your PC, please refer to §13.2 Several LDM
connected to the same PC, page. 184
Please connect your LDM reader prior to proceeding. The procedure is described in the next chapter.

Warning: For the first use of the software, you should ent
It is the only defined user.

Example: to continue, create the user "user" by filling it login profile (Profile/ field).
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‘) sers definitions : @

< | > | Filters | Add

| Delete

| Modify | | Bl |

Hame :

|a|:|min

Authorization #

IdSite1dPH

Paszwiard :

PR

Prafile ;

|'I : Superyizar

El

If the user and password are known by the system, the DOSICARE main window appears.
The accessible functions are listed in the main menu on top of the screen.

With the button "Filters" you get access to a menu that allows restraining the access of the
users to the workers of certain companies or sections. To do this, you only need to move
the companies and sections from the left to the right using the arrows.

@] Companies and sections assignments for the user : admin

Companies list Authorized companies list
- >
Exterieur MGFI
HUS MGP
TULP >
<
<<
Sections list Authorized sections list
e
VILLE-DESINFECT ~
o521 —
1301 -~
—
15z2
2204 <
2511
3006
3321 bt <
Walidate LCloze
42 141298EN-G

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C




Dosicare Installation and setup

Note: If the lists on the right side are empty (no company or section assigned), the user is authorised to display
all workers and all their data.

Important: This choice of limitation will be applicable for all windows involving the workers or their data for the
main application as well as for the dashboard and DosiCare Web.

€ DosiCare

File Worker Company Section Doctor Dosimetry Configuration ?

Featuring:

MIRION Health Physics MGP
TECHNOLOGIES Division  INSTRUMENTS

e H L

Check the link with the reader:
The state is indicated by a symbol at the bottom right of the task bar. (systray).

™

21/01/2003 | 10:54

If the symbol has a red cross on it, it means that the LdmMgr software is not communicating
with the reader. (See § 11.3, LDM 3000 page 170).

If the symbol appears not crossed, then the system is operational and ready for use.
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2.4.2 Launching LdmMgr

On the desktop double click on the folder "DosiCare" to open it.
Double click on the shortcut "LdmMgr".
The same shortcut can be launched from the menu START/Programs/DosiCare.

2.4.3 Launching LdmMgr2000
On the desktop double click on the folder "DosiCare" to open it.
Double click on the shortcut "LdmMgr2000".
The same shortcut can be launched from the menu START /Programs/DosiCare.

2.4.4 Launching dashboard

On the desktop double click on the folder "DosiCare" to open it.
Double click on the shortcut "Dashboard".

The same shortcut can be launched from the menu START/Programs/DosiCare.

2.4.5 Launching DosiCare Web

After a standard installation on the machine "MaMachine", it is theoretically possible to
access the "DosiCare Web" application by following the steps below:

A Open an Internet browser (for example Microsoft Internet Explorer)
A Enter the address http://MaMachine/DosiCare
A The login window appears. Enter your user identifier and validate.

2.4.6 Launching SiseriWebReport

Usually, after a standard install on the « MyMachine » computer, it is theoretically possible
to access the « SiseriWebReport » application by following the steps below :

A Open an Internet browser (for example Microsoft Internet Explorer)
A Enter the address http://MaMachine/SiseriWebReport
A The login window appears. Enter your user identifier and validate.

2.5 Installing the hardware

This operation consists in physically connecting the PC and the LDM 101/2XX, or the pc
and the reader to the network. Then configure them and set up the link.

The procedures related to the installation of the LDM101, LDM2XX, LDM2000 and
LDM3000 readers are covered hereafter.
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2.5.1 Hardware configuration for use with a LDM 101.

25.1.1 Connecting the LDM 101 to the PC

A Connect the cable provided with the reader between the serial port # 1 of the PC and
the LDM 101. This cable is a DB 9 serial cable with a male connector for the LDM 101
and a female connector on the PC side.

>

Connect the power cable to the LDM 101 - the cable is a DIN 5 male connector on the
LDM side.

A Connect the other side (AC Power Adapter) of the cable to a power source.

Note: In case of use with a different serial port you must configure the software in order to use a different port.
(See § 11.4 Reader configuration, page 172).

2512 Selecting the LDM1016s address
Every LDM101 is identified with an address that can be set from O to 7.
For a use with DOSI CARE t Wios address should b
A new LDM101 is pre-configured from the factory with address O.

If problems are encountere d wi t h reader configuration, refe
LDM101.

2.5.2 Hardware configuration for use with an LDM210 reader

25.21 Connecting the LDM210 to the PC

A Connect PC serial port COM1 (for instance) to the LDM210 serial port using the serial
cable supplied in standard version with the reader. This cable is provided with a 9-pin
contact connector (DB9) and a 9-socket contact connector (DB9).

Connect the mains adapter power supply cord fitted with a connector at the rear of the
LDM210 (DC input)

b=

A Connect the transformer to the mains.

Note: In case of use of a serial port other than COM1, a software configuration is required (See § 11.3, LDM
3000 page 170).

2.5.2.2 Selecting the LDM210's address

The LDM210, LDM220 and LDM230 readers are ALWAYS at address 01. Take care not to
change this address in the LdmMgr configuration unless the reader would no longer reply.

2.5.3 Hardware configuration for use with an LDM220 reader

2.53.1 Connecting the LDM220 to the PC

A Connect the USB cable of your reader to a free USB input of your PC.
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2.5.3.2

254
2541

2542

2.5.5
2551

2552

Note: If no more USB ports are available, HUBs are provided to increase the capacity of your computer.

A ltis highly recommended to always connect your reader to the same USB connector
unless an LdmMgr software configuration would be required upon each connector
change (change of the virtual COM port number).

Selecting the LDM220's address

The LDM210, LDM220 and LDM230 readers are ALWAYS at address 01. Take care not to
change this address in the LdmMgr configuration unless the reader would no longer reply.

Hardware configuration for use with an LDM230 reader

Connecting the LDM230 to the PC
A Insert the LDM230 reader into the PCMCIA slot of the computer.

Selecting the LDM230's address

The LDM210, LDM220 and LDM230 readers are ALWAYS at address 01. Take care not to
change this address in the LdmMgr configuration unless the reader would no longer reply.

Hardware configuration for use with an LDM2000 reader

Connecting the LDM2000 to the network
A The LDM2000 must be an Ethernet reader. Use a standard network cable.

Selecting the LDM2000's address

LDM2000 are delivered with address set to 1 (one).This address SHOULD change if more
than one reader is used in the architecture.
A small screw driver is to be used to turn the coding wheels.

NORMAL MAINTENANGE

" D=2G=
o " RESET

TxD
RxD
GND

ADRESSE ‘7o 1
LECTEUR _*° R

The lowest coding wheel is used for the units (1), the one on top of it is used for ten (2).
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2.5.5.3

Configuration of the LDM2000

The network adaptor (Ethernet module) should be told "where" the access control server is
located on the network. (in other words where is the LdmMgr2000 SW).

A browser is used to connect to the network adapter's configuration web page
(as shown in the following example http://172.16.130.23/).

Fichier ~Edition  Affichage  Favoris  Outls 7

Qrecssens - © - [¥] [B] @ POreercrer praves @) (2- 2 B - L@ B

adresse @ httpyi172.16,117.5( v| B ok tens ®
Google (G- v Envoyer o &) D Ef v €% MesFavoris+ 197 bloquée(s) 5P Orthographe ~ | e Envoyer 3+ () Paramptres~ &1~
Web-Manager
Web Manager Selected Channel : 1
Version 3.6 Serial Port Settings
Serial Protacal |Rs232 =
Menu — |38400 |
Unit Configuration P [a =
Server Properties - [Mane |
Port Properties Stophit “ ﬂ
_rasysetngst || o con Jnore =]
M Connect Mode Settings
Select Channel UDP Datagram Mode \D\sab\e ﬂ
Channgll UDF Datagrarn Type ‘
|
Incoming Connection ‘NEverAcuemmwmmg ﬂ
Response \thmg (quie) j
Startup [Ma Active Connection Startup =
Dedicated Connection
Remote IP Address ‘”215110107
Remote Port ‘SEIEH
Local Port ‘15000
Flush Mode Input Buffer (Line to Network)
On Active Connection ‘D\sab\e j
On Passive Connection |Disable =
AtTime To Disconnect |Disable =
Flush Mode Input Buffer (Network to Line) 2
'@Auu\et container started ® Internet
The "Remote IP address" is to be set with the TCP/IP address where LdmMgr2000 is run
(remote port should remain to 3001). Then click on "Update Settings" to validate the
changes.
2554 LdmMgr2000's configuration
When reader is connecting, LdmMgr2000 sends operational parameters to it..
The LdmMgr2000's folder contains all the configurations files of any LDM2000/3000 that
could connect.
The files names are establish as follow :
"LDM2000X.ini' where X is the reader number. (C.F. §2.5.5.2 Selecting the LDM2000's
address)
In a multi LDM2000 architecture, these files should be duplicated (one file per LDM).
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2.5.6

256.1

2.5.6.2

2.5.6.3

2564

2.6

2.6.1

2.6.2

Hardware configuration for use with an LDM3000 reader

Connecting the reader to the network

The LDM3000 is made of a PC and a LDM210, LDM220, LDM230 . The PC should be
connected to the Ethernet network.

Selecting the LDM3000's address

Default address of the LDM3000 software is 1 (one) This address is to be changed if more
than one reader is used in the architecture.
SeeLDM3000 userdos manual for changing address.

LdmMgr3000's configuration

The reader (the SW in fact) should be told "where" the access control server is located on
the network. (in other words where is the LdmMgr2000 SW)..
See LDM300O0 us echamnging ateesswcantrol'sfaddress.

LdmMgr2000's configuration
When readers will connect, LdAmMgr2000 will upload it more theirs setup parameters

In LdmMgr2000's start-up folder are located the LDM2000/3000 configuration files.

File names defined as follow:

"LDM2000X" where X is the readers physical address. (refer to § 2.5.5.2 Selecting the
LDM2000's address and 8§2.5.6.2 Selecting the LDM3000's address)

If the architecture contains more than one LDM2000/3000 reader then ONE file per reader
is required

Exiting the application

The following procedure describes the process for successfully exiting the software
modules (DOSICARE, LdmMgr and LdmMgr2000).

Stopping DOSICARE

A From the main menu select File/Quit
A Click on "Quit™

A You will not be prompted to confirm.

A Stopping Dosicare is also possible by clicking on the following button, situated on the

main page of Dosicare application :

Stopping LdmMgr

)

On the bottom right of the screen is the LdmMgr icon.

>

Click on this icon with the right button of the mouse, the following menu pops up.
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Display
Exit
A Intouchscreen mode, to stop the application, use the keyboard combination
CTRL+Q
2.6.3 Stopping LAdMMgr2000
A On the bottom right of the screen is the LdmMgr2000 icon.
A Click on the icon with the right button of the mouse, the following menu pops up.
Display
“ Exit i
A Or click on the File/Exit menu
2.6.4  Stopping DosiCare Web
A On the top left of the window of your Internet browser, an available cross allows to close
the window. Click on the cross.
A You will not be prompted to confirm.
2.6.5 Stopping SiseriWebReport
A On the top left of the window of your Internet browser, an available cross allows to close
the window. Click on that cross.
2.6.6 Stopping the dashboard
A On the bottom left of the main screen is the button "Quit".
A Click on this button and answer "Yes" when you are prompted to confirm.
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Dosicare

General presentation of the main module

3.

3.1

3.2

General presentation of the main
module

Introduction

This chapter describes all the DOSICARE features in order to have an easy access to the
software functions.

The following features are detailed:

A Access level to information

A Main screen presentation

A General description off all the functions accessible from the main menu.

A Using the software with the keyboard only.

Access levels

Some of the functions are only accessible if the user has been configured with the correct
access level.

An access level is selected by entering the following information:

the user name

>

A the associated password
The default values of these parameters are covered hereafter for each access level.

3.2.1 User profile
This access level allows a user to manage worker database, company database, section
database and doctors database (add, modify, suppress). It is the lowest level of the system.
3.2.1.1 Default user pre installed with this profile
A User name: "mgpu"”
A Password: "mgpu”
3.2.2 Supervisor profile
This user can access any function of the software, with exception to the following:
The user will not be able to access the user management function (adding new user into the
system, or deleting an existing user)
He will not be able to see data older than one year.
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3.221

3.2.3

3.23.1

3.2.4

3.24.1

3.3

Default user pre installed with this profile

A User name "mgps"

p=

Password: "mgps"

Medical level

This level is similar to the supervisor level except that the medical profile allows looking
backward 5 years of dose accumulation (supervisor can only look back 1 year of dose
accumulation).

Default user pre installed with this profile

A User name "mgpm"

p=

Password: "mgpm"

Advice : When using the software for the very first time, only these 3 users can log on. Use mgpa and create
the actual users that will use the software.

Administrator level
This level only gives the access to the user management function.
In other words, it only gives access to the "Configuration" menu.

This is the only level which can be used to perform the Configuration function of the main
menu. This function is intended to manage the users and associated access levels.

Default user pre installed with this profile

A User name "mgpa"

b=

Password: "mgpa"

Important warning: For the very first use of the system, only the access levels preconfigured upon installation
can be used (user name and associated password). It is advisable to modify these access levels and configure
the accesses for the persons who will use the system.

Main screen

The main screen appears after login (DOSICARE icon).
The main screen is made on a main window shown after.
On top of the screen is the main-menu bar.

At the bottom, is displayed the current time.

3.3.1 Functions accessible by shortcuts
The main screen has shortcut buttons which provide quick access to the following functions:
A add a worker,
A modify a worker,
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A display a worker's dosimetry ,

A display the per-task dosimetry report window,
A display the dosimetry report window,

A display the IRSN report window,

A quit the application.

3.3.2 Supervisor mode

A All the functions are accessible except adding some more users to the system.

File ‘Worker Company Section Doctor Dosimetry Configuration ?

Featuring:

m MIRION Health Physics MGP
TECHNOLOGIES Division | INSTRUMENTS

% W K

21/01/2003 | 10:54
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Dosicare

3.3.3

A

User mode

€. DosiCare

File ‘Worker Company Section Doctor Dosimetry

™

MIRION Health Physics

TECHNOLOGIES Division

The dosimetry function is not accessible.

Configuration

?

Featuring:

Bl

21/01/2003

10:54
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3.34 Administrator mode

In this mode only Configuration/users are accessible.

€. DosiCare

File Worker  Dosimetry  Configuration 7

Featuring:

i MEP

m MIRION Health Physics

TECHNOLOGIES Division

21/01/2003
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Dosicare

3.4

3.4.1

3.4.2

3.4.3

3.4.4

Accessible function from the main menu bar

All the functions of the DOSICARE software can be accessed through the main menu bar,

using the mouse or using shortcuts.

Pressing simultaneously "Alt" and the underlined letter of the menu can activate the

shortcuts.

Note:some functions depend on the user profile/access level (for more information see § 3.2 Access levels,

page 51)

The main functions are listed bellow:

A Exiting the application (File menu),

File menu (Alt+F)

The menu allows you to exit DOSICARE.
To quit the software:

From the main menu choose File

p=

Click on Exit

p=

>

Or type ALT + AFO0 and

Worker menu (Alt + W)

This menu gives access to the following functions:
A Access to the workers data sheets

A View of the worker list

>

>

area)

Companies menu (Alt + C)

This menu gives access to the following functions:

)

Access to the company data sheets

>

View of the company list

Menu Section (Alt + S)

This menu gives access to the following functions:

Access to the section data sheets

)

View of the section list

>

View of the dosimetric report of the workers (daily doses)

View the workers with an activated dosimeter (i.e. assumed to be within a controlled
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Dosicare General presentation of the main module
3.4.5 Doctors menu (Alt +t)
This menu gives access to the following functions:
A Access to the doctords data sheets
A - View of the doctoros |i st
3.4.6 Dosimetry menu (Alt + D)
This menu gives access to the following functions:
A Edition of the individual data sheet for a worker. This window contains general
information on the worker and also the dosimetric accumulations.
A View the list of the transactions (entry and exit), which were made on the reader.
A Edition, for a worker or a group of workers or all of them, of the daily doses between the
selected dates.
The edition can be made with more or less details.
A Edition of a daily dose summary for a worker or a group of workers or all sorted by work
codes.
A Edition for one (several) work codes, over a given period.
A Edition of dosimeter alarms (according to the user's choice) over a given period.
3.4.7 Configuration menu (Alt + 0)

3.5

This menu gives access to the following functions:

A Definition of categories of workers, and for every threshold for dose, rate alarms and
pre alarms, definition of all the default dosimetric limits.

Creation/administration of the list of users that can use the software.

>

Administration of the list of the work codes and entering of the threshold of the work
codes.

b=

Keyboard definition

The DOSICARE software can be used with the keyboard only.

3.5.1 Conventions
The following section provides a key definition for the following:
A DOWN : down arrow,
A  RIGHT - right arrow,
A ENTER : validation key AENTERO
A LEFT . left arrow,
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A UP Jup arrow,

A SHIFT : shift key,

A TAB : tab key,

A ALT : alt key,

A ESC . escape key.

3.5.2 Starting the software
3.5.2.1 Starting DOSICARE

A Access the start menu using menu key or CTRL+ESC

A Type UP to reach AProgramo menu

A - Type RIGHT to open the fAProgramo folder

A Type UP or DOWN to reach DOSICARE folder

A Type RIGHT to open the ADOSI CAREO folder.

A Type UP or DOWN to reach ADOSI CAREO program

3.5.2.2  Starting LdmMgr
Perform the same sequence as above but tab to the LdmMgr program and press ENTER.

3.5.2.3  Starting Ldmmgr2000

Perform the same sequence as above but tab to the LdmMgr2000 program and press
ENTER.

3.5.2.4  Starting Dashboard
Perform the same sequence as above but tab to the dashboard program and press ENTER.

3.5.3 Select a function from the main menu
A Press simultaneously ALT and the letter underlined to open a menu

Press the underlined letter of the function you want to activate

)

3.54 In a screen
3.54.1 Moving
To move from one field to another in a screen:

A Press TAB to move forward from a field to the next one,
press SHIFT + TAB to move backward.
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A Press ALT + the underlined letter of any button to highlight it, enter to active the button.

Note: pressing ALT+letter sometimes activates the function

3.5.4.2 Activating an item

A To activate the function corresponding to the selected item, press SPACE.

3.5.4.3 Entering a numerical value

A Directly enter the numerical value at the keyboard
(for example: 0.001 or 1E-3)

or

A Press UP to increment the current value,
or

A Press DOWN to decrement the current value.

3.5.4.4 Entering an on/off type value

A Press SPACE to change from on to off and vice versa.

3.5.45 Choosing an item in alist

A Press DOWN to display the next item of the list
A Press UP to display the previous item of the list.
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Dosicare Initialization of the data

4. Initialization of the data

4.1 Introduction

This section describes how the minimum required data is initialized in order to start the
system.

This chapter describes the following:
A Access to the configuration window

A Description of the configuration window

A Access to the company window

A Description of the company window
A Access to the section window

A Description of the section window

A Access to the doctor windows

A Description of the doctor windows
A Access to the worker window

A Description of the worker window

Note: DosiCare is given with example data, it is necessary to create new ones before deleting them.

4.2  Access to the configuration window
After starting DOSICARE, the user should define for each personnel category, the following:
A The dose and rate alarm thresholds
A The time alarm
A The dose and rate pre alarm threshold
A Dose limits for all the managed period of time

A Management of the alarm
All these values are grouped in the same screen.

Proceed as follows.

A From the main menu select Configuration/Threshold

A the following window appears:
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=, Configuration @

Thresholds
A || Other| Visitor |

Mumber of workers belonging to this category | |
Mew category designation | Create |
WARNING THRESHOLD ALARMS
Dose: Rate: Dose: Rate :
Hp(10) Gamma | 500 | 4000 | 500 [ 5000
Hp(10) Neutron | 100 | 800 | 100 [ 1000
Hpl0.07) [ 500 | 4000 | 500 [ 5000
LIMITS
1 month : 3 monthe : Civil pear : 365 days : 5 years :
He0) | 1300 | s000 | | 20000 | 100000
Hp(0.07) |

Alarm and alert management

+ Take task slams in prioiity (before ~ Take the smallest alaim between task alamns and
indrvidal alamns] individual alarms

Duration: 24 4:[00 4 Historical period. |10mn =
LCancel |
Controlled area owner company :
bn =]

This window is divided into 2 zones.

The first top zone contains information related to each category. Select the various
categories using the tabs

A The first zone is itself divided into 2 frames :

¢ The first frame is used to delete one personnel category (possible only when the
number of workers of this category is zero), or create a new one. For the latter

operation, enter the name of the new category as well as the values in the second zone.

¢ The second frame contains the primary and secondary alarm and warning threshold
values which will be programmed in the dosimeters. It also contains the limit values of
periodic accumulations used to perform access control upon area entry.
It should be noted that, as regards use of DMC2000Xb dosimeter, the primary

measurement corresponds to the dose termed deep Hp(10) Gamma or Hp(10) Neutron,

the secondary measurement corresponds to the dose termed superficial Hp(0.07)

The second zone contains the configuration parameters which are not dependent on
the personnel category.

)
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¢ The frame for the management of the pre-alarms and alarms is intended to define the
thresholds of the pre-alarms and alarms, which are written in the dosimeter at the time
of entry in area:

¢ Choose in priority the alarms of works:

¢ if the thresholds have been assigned to the selected work, they will be written in the
dosimeter at the time of entry in area.

¢ if no threshold is assigned to the selected work and,

¢ if specific thresholds have been assigned to the worker, those specific thresholds will be
written in the dosimeter at the time of entry in area.

or
¢ if no specific threshold is assigned is assigned to the worker, the thresholds of the
wor ker6s category will be written in the do

¢ Choose the littlest alarm: if thresholds have been created for the selected work code
¢ if thresholds have been assigned to the selected work, and

¢ if specific thresholds have been assigned to the worker, the littlest of the thresholds
bet ween the specific workerds thresholds an
the dosimeter at the time of entry in area.

or

¢ if no specific threshold is assigned is assigned to the worker, the littlest of the thresholds
bet ween the threshold of the workerdés categ:
written in the dosimeter at the time of entry in area.

¢ if no threshold is assigned to the selected work and,

¢ if specific thresholds have been assigned to the worker, those specific thresholds will be
written in the dosimeter at the time of entry in area.
or

¢ if no specific threshold is assigned is assigned to the worker, the thresholds of the
wo r k er @gosy witt lze wigtten in the dosimeter at the time of entry in area.

¢ The zone "Duration " is intended to enter the threshold of the duration alarm, which was
written in the dosimeter at the time of entry in area. This threshold is common to all
categories.

¢ The zone "History step " is intended to select the step of the history, which was written
in the dosimeter at the time of entry in area. This threshold is common to all categories.

A The zone "Owner company of the controlled area " is intended to select the name of the
company, which manage the controlled areas. This name is used in the files, which are
sent to the IRSN.

Terminate the keybYariddagebdy pressing i

A Use the "Tab" key to move in the mask.

A Once on the desired highlighted field, type the numerical value in the form of an integer
and move from one field to another using "Tab".

A Terminate the keyboarding by clicking the "Validate" button.
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Dosicare

4.3

Important warning: The values of the different limits will be decisive upon assignment of a dosimeter to a
person and upon start-up of the dosimeter since the software will check that the dose accumulations do not

exceed the limits entered at this stage.

The limits can be set individually; the values shown in this screen are only the default

values that will be assigned to any new worker before customization of its limits.
These values can then be customized in the worker sheet:

A Move to the field to be modified and enter the new value,

Click the "Validate" button.

p=

Note : History step is not configurable category per category, it is global to the system.

If only applies to configurations using LdmMgr and NOT LdmMgr where history step is given by the reader itself

(by configuration).

Access to the company screen

It is recommended to create the company data prior to creating worker data because the

user will have to set the workerds company

The user can access this function from the main Company menu

€. DosiCare

File ‘Worker B&GRERVMN Section Doctor Dosimetry  Configuration  ?

Featuring:

m MIRION Health physics GP
TECHNOLOGIES Division  INSTRUMENTS

& E U A

121/01/2009 | 1056
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4.3.1 How to access an existing company?

4.3.1.1 1° method: Select Company/list
The following list appears

€. Company E'
Company list
Cloze |
SII
A Select a company:
¢ Double click on the companyds name or si mpl

RETURN.
The selected companyb6s data sheet appears on

< dh > >l Add Delete M adify Cloze

Company data

Identification

NAME : |MGF‘ Code: o0z

Trade registry ho. |1 121 B4544EE

Activity : | j

Address f telephone

Address |BF'1 Contact person |Henri MICHEL
|Route d'epguitres Telephane ; |23(4] 90 59 59 59
City : |LAMANON Mob/Fas : |
Zip code W Ermail : |inf0@mgpi.cum.fr
State : [13BDR
Caountry : |FRANCE
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Dosicare

Click on AModifyo in order to add or change a
AfDel eted all ows the user to suppress the disp
A Modification:
¢ Click on the oModifyd button
¢ TAB allows you to move to reach the field you want to change (or use the mouse)

Commit the changes by pressing the AValidat

"€ COMPANY DATA |:||E|E|
Walidate Cloze
Company data
Identification
NAME : |MGF‘ Code: o0z
Trade registry ho. |112-| RdRAAEE
Aoty © | j
Address f telephone
Address |BF'1 Contact person |HenriMIEHEL
|Route d'epguitres Telephone : |33(4] 90 59 59 59
City : |LAMANDN Mob/Fas : |
Zip code 13112 Ermail : |inf0@mgpi.cum.fr
State : [13BOR
Coauntry |FR&MCE
AVal i dantedmnitdhe ¢changes.
A Suppression:
¢ Click on the fiDeleted button
The user will be asked to confirm the suppression.
Dosicare X
J () Are you sure yvou wank to delete this record 7
e DU on |
¢ Click on AYES (oui)odo to confirm.
¢ Click on ANO (Non)o to go back.
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Dosicare Initialization of the data

4.3.1.2 2nd method: Select in the main menu Company/data

€] COMPANY DATA M=
{ | g4 > > Add Delete Modify Cloge

Company data

Identification

NAME : |SII Al en provence Code : ISIIi
Trade registy no. |4585554-220-2
Auctivity © | j
Address [ telephone
Address |35 rue du train bleu Contact person : |J ulien Lepers
| Telephone: |04 9055 45 44

City : |&4i en provence MobéFas: [ 22 2233 44

Zip code W Ermnail : |

State : |

Courtry : |Franc:e

A Click on the binoculars ‘M to start a search on the all the companies.

) Find company @

Company data

Mame ||

Find Cancel

)

Field Name: type in any part of the name of the company to search

Click Find: the first company containing a part of the typed name will appear. Other
companies with the same portion of name can be accessed by PG DOWN or by clicking
one of the arrows.

>

4.3.2 How to create a new company?

A Select the Company/data menu

The last modified company appears on the screen
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i < i > >l Add Delete Modify Cloze

Company data

Identification
NAME : |MGF‘ Code: o0z
Trade registry ho. |112-| RdRAAEE

Activity : | j

Address f telephone

Address |BF'1 Contact person |Henri MICHEL
|Route d'epguitres Telephone : |33(4] 90 59 59 59

City : |LAMANDN Mob/Fa : |

Zip code W Ermail : |inf0@mgpi.cum.fr

State : [13BOR

Coauntry |FR&MCE

A Click on AAddd to obtain blank entry fi

€] COMPANY DATA FEIX
Walidate Cloze
Company data
Identification
MNAME : | Code :

Trade regizty no.

Activity : | ﬂ

Address { telephone

Address: | Contact person : |
| Telephone : |

City : | tob/Fax : |

Zip code I— Email : |

State |

Country : |

In this new blank data sheet, the bold fields are mandatory (here, only the NAME field is
mandatory).

When complete, clickonii Va | i thadvetide new company data.

el
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Dosicare Initialization of the data

4.4 Access the Section screen

It is recommended to create the sections data sheets prior to create the associated worker
data sheets.

To create, update or delete the section data sheets, use the menu Section on the
DOSICARE main menu bar.

€. DosiCare

File ‘Worker Company BSEEia Doctor Dosimetry  Configuration ?

Featuring:

-fimep

m MIRION Health Physics

TECHNOLOGIES Division

|l W N

2140172009 | 10:57
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Dosicare

cl

on

change a

4.4.1 How to access an existing data sheet?
4.4.1.1 1° method: Select the menu Section/list
The following list appears:
€. Section E@
Liste des sections
Eermer |
EADIOLOGIE
A Select a section:
¢ Doublecl ick on the sectionds name or simply
RETURN.
The selected sectionbés data sheet appears
on informat AEE
< % > | Add Delete Modify Close
Section information
Identification
Name : [RADIOLOGIE Code: |RaDIO
commentss [Eaupe de radoboge ¥ W sccton e genasea e
Click on AModifyod in order to add or
ADel et ed all ows t hdisplayedesectioh.o suppress the
A Modification:
¢ Click Modittheo Abutt on
¢ TAB allows you to move to reach the field you want to change
Commit the changes by pressing the AVal.i
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Dosicare Initialization of the data
& Section information |Z||E|f5__(|
Walidate LCloze
Section information
Identification
Name : [RADIOLOGIE Code: |RADID
C L - ; T Include dozimety of workers who belong to
Smmes |Eque de radiologie v thiz section in the generated file
ivali dateo button to commit the changes.
A Suppression :
¢ Click on d hkeutitDerd et e
The user will be asked to confirm the suppression.
\_:...i/ Are you sure wou wank bo delete khis recard 7
[on |
¢ Click on AYES (oui)o to confirm.
¢ Click on ANO (non)o to cancel
4.4.1.2 2nd method: Select in the main menu Section/data
€. Section information
Delete
Section information
Identification
Name : |R&DIOLOGIE Code:  |RapI0
Comments ; T Include dogimetry of warkers who belong to
|Eque de radiclogie M thiz section in the generated file
R . . % .
A  Click on the binoculars ‘_‘ to start a search on the all the sections.
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Initialization of the data Dosicare

% Section search

Section informations

M arne

Search LCancel

Field Name: type the name of the section to search.

A Click on the Search button: the section with the typed name will appear.

4.4.2 How to create a new section ?

A Select the Section/data menu.
The last modified section appears on the screen.

€. Section information
I < i > > fdd Delete Modify [ Cse

Section information

Identification
Name : |RADIOLOGIE Code: |RapIO
Comments : |E quipe de radinlagie i Include dosimetry of workers wha belong to

this zection in the generated file

A Click on 0 Adbdadkeentryfeldso bt ai n

- BX

€. Section information

Walidate LCloze

Section information

Identification
Mame : || Code : |
Cormments : | v Include dosimetry of workers who belong to

thiz zection in the generated file

In this new blank data sheet, the bold fields are mandatory (here, only the NAME field is

mandatory).
When complete, clickoni Va | i tbhadvestide new section data.
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Dosicare Initialization of the data

4.5 Access to the doctor screen

If the system has been configured to handle doctor data, then the information referring to

the worker's physician will be available.

It is recommended that the user create the doctor data prior to creating worker data. This

all ows the user to select the workerodéds doctor

The user can access this function from the main Doctor menu

€. DosiCare

File ‘Worker Company Section NekE&@M Dosimetry Configuration ?

Featuring:

m MIRION Health Physics MBP
TECHNOLOGIES Division  NSTRUMENTS

_

21/01/2003 | 10:53
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Initialization of the data Dosicare

45.1 How to access to an existing doctor?

451.1 1% method: Select Doctor/list
The following list appears:

x)

€. Doctor

Doctor list

Cantineau

Chatmouard Véronigue

CHAMOUARD Veronigque

DoOCT JULIAN

DR cantineau a

Dr CHAMOUARD Veronigque

Dr WVOGEL Christine

DUPCOND Veronicgue 99 99 99 99 g9g
ULP - IGEMC IGEMC

A Select a doctor:

Double click on t he do(ighight)/ddlowadeoyyENTERr si mpl y ¢
The selected doctorodés data sheet appears on t
n

order to add or change a

Click on AModifyo i

€. Doctor data [Z”E|gl

< ‘ # ‘ > ‘ >l | Add ‘ Delete | Modify ‘ | Closs ‘
Medical
Doctor
Name : [DUPOMT First name : |Maurice
Address - [12 rue des Comeilles Telephone: 04505555959

| Mob/Fax:  |0450505050

City - |LaMaMON Email - |mdi@chu b
Zip code 1313
User: i -
State : [12BdR mop =l
Include dosimetry of workers who corespond to
Cauntry : |FH"Q‘NCE M thiz doctor in the generated file
ADel eted all ows the user to suppress the disp

A Modification:
¢ Click on the oOoModifyo button
¢ TAB allows you to move to reach the field you want to change (or use the mouse)
Commit the changes by pressing the AValidat

A Suppression:
¢ Click on the fnDeleteod button

The user will be asked to confirm the suppression.
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Dosicare Initialization of the data

Dosicare X

“p

%..';/ Are you sure you wank to delete this record 7

o] wen |

¢ Click on
¢ Click on

YES (oui)do to confirm.
NO (non)o to go back.

ot 3N

451.2 2nd method: Select in the main menu Doctor/data

€. Doctor data

add | pelete | Modty | | Ol |
Medical
Doctor
Name : |DL|F'EINT First name : |Maurice
Address : |12 e des Comeiles Telephone : | 01450595959
| Mob/Fax:  |0490505050
City - |LAMANON Email: [md@chu fr
Zip code : W
State : |13 BdR Heer: jmop =l
County:  [FRANCE ¥ e dotor e gerasted e o2

A Click on the binoculars ‘i‘ to display the Find doctor screen.

€. Find doctor

Doctor data

Mame :
Firzt name :

Eind Lancel |

A Field Name: type in any part of the name of the doctor to search
A Click Find/ allows to reveal the selected doctor
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Initialization of the data Dosicare

4.5.2

How to create a new doctor?

A  Select the Doctor/data menu

The last modified doctor appears on the screen

€. Doctor data

Adld Delte | bodiy | | Ol |
Medical
Doctor
Name : |DL|F'EINT First name : |Maurice
Address : |12 e des Comeiles Telephone : | 01450595959
| Mob/Fax:  |0490505050
City - |LAMANON Email: [md@chu fr
Zip code : W
State : |13 BdR Heer: jmop =l
Cory:  [FRAE T e o coepondt

A Click on AAddo to obtain a blank doctor

| | ‘ | | ‘ | Walidate | Cloze |
Medical
Doctor
Name : || First name : |
Address : | Telephone : |
| MobdFax: |
City : | Email : |
Zip code
User: -
State : | | J
i v Inciude dozimetry of workers who comezpond to
Country : | thiz doctor in the generated file

In this new blank data sheet, the bold fields are mandatory.
When done, clickonfi Val i tbadvetide new doctor data.
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Dosicare

Initialization of the data

4.6 Access to the task codes window

From the configuration menu, the user can add new task codes or change the pre-defined
task codes in the DOSICARE database.

Access to this screen using the Configuration menu.

4.6.1 How to add/change a task codes?

Select Configuration/Task codes, from the main menu, the following screen will appear.

. Task codes @

Cloze |

Task codes

007 : Décantarminatian
002 : Medical Industmy
003 : Muclear Industmy
004 : Radio

Tazk code

Task alarms and alerts

AlLARMS

Rate

PRE-ALARMS
Dosze Rate Doze:
Hp(10) Gamma | | |
Hp(10) Neutron | | |
Hpl0.07) | | |

Diuration ; l_j |_:||

Using the mouse pointer, click a task codes. The selected entry will appear in the field at the
bottom of the screen.

141298EN-G
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Initialization of the data Dosicare

€. Task codes ['5_(|

Add | Dbl | Moy | | o |

Task codes

001 : Décontamination
002 : Medical Industmy
003 : Muclear Industmy
004 : Radio

Tazk code

|I]I]1 |Décuntaminatiun

Task alarms and alerts

PRE-ALARMS ALARMS

Dosze Rate Doze: Rate
Hp(10] Gamma | 1 | 1 | 2 | 2
Hp(10) Neutron | 1 | 1 | 2 | 2
Hp(0.07) | 1 | 1 | 2 | 2

Duration : (o8 2[00

The user can then add or change the task codes by clicking the add, delete or modify
buttons. A task codes is defined by a code (from 000 to 999) and a caption.

4.7 Access to the worker screen

The available functions from the Worker menu are:

A List
A Data
A Dosimetry

A Worker in the RCA
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Dosicare Initialization of the data

€. DosiCare

Doctor ?

Dosimetry  Configuration

Company  Section

Data
Dosimetry
Worker in RCA

Featuring:

m MIRION Heaith Physics JMGP
TECHNOLOGIES Division I mSTRUMENTS

,Iﬂ

2140142003 | 11:01
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4.7.1 How to access to an existing worker?

4.7.1.1 1% method: Select Worker/list

A  Select a worker:

. Waorker list

X

Worker list

Cloze
MARTIN Magali MARTIN .
EQOELER Francoise KOELER =
MAazaTNI Marie-ChristineTEESS0OL
HALHM A=ztride HAHN
HOHWILLEE Catherine HOHWILLEER
EUHLMANI Evelyne LOEE
LEYTMER EVELYNE
EINGWALALD Marie-MadeleineDOISMANN
DENMIL Saadi DEMIL v

Double-click upon selection or "RETURN" after selection, the window associated with the
worker sheet appears.
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€ WORKER DATA =13
] < | 8 | > | >t | 4 | pelete | Modiy | e | o |
Worker data

Identification

NAME :  [Magsini First name ©  [Marie-Christine Dosimeter no. : [gi2770
Corn. Mame : W Other narmes : | [~ Assigned DMC
Code [123 Category: |A ﬂ DMC's display | S

Dosimetry

Personal information
Social security no. :  [257118212106210 Sex: " Male + Female

Date of birth : 1142141957 _| Place of birth : [MONTAUBAN

Doctor : | L’ Nationality : [ _I

Occupation
Company : | HUS ﬂ Function : |INF
Type of contract :ITIT j Section : I Meédecine Nucléaire L]
Task code : | |

Access control

[ : Forbidden access  Reason for denial : | End validity med. exam. date: J

Click on AModifyo ithedamder to change any of

ADel eted allows the user to (suppress) remove
A Modification:

¢ Click on the oOoModi fyod button

¢ TAB allows the user to move to reach the desired field for changes (or use the mouse)

¢ Commit the changes by pressingt he fAVali dateodo button.

A Suppression:
¢ Click on the fnDeleteod button

You will, of course be asked to confirm the suppression.
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Dosicare

Dosicare X

‘p Are you sure you wank to delete this record 7

oy
e wen |
¢ Click on fiYes (oui)o to confirm.
¢ Click on ANo (non)o to go back.

Note: deleting a worker will also delete ALL its dosimetric information.

471.2 2nd method: Select in the main menu Worker/data

The last used worker data sheet will appear on the screen.

€] WORKER DATA [i=0e3]

] < | @ | > | >t | add | peere | Mosty | | Do |
Worker data
Identification
NAME - W First name : W Dosimeterno. : (012770
Com. Name:[TressoL Othernames: | [~ Assigned DMC
Bl [z~ Categoy: IA—Ll DMCsdsplay [

Dosimetry

Personal information

Access control

I : Forbidden access

Social security no. :  [257118212108210 Sex: " Male @ Female

Date of birth : 1211987 _| Place of birth : [MONTAUBAN

Doctor : | LI Nationality : | _I
Occupation

Company : | HUS j Function : |INF

Type of contract : |TIT _¥| Section: | Médecine Nucléaire |

Task code : | |

Reason for denial | End wvalidity med. exam. date: J

>

Click on the binoculars ‘M to start a search on the all the workers.
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Dosicare Initialization of the data
€. Find worker @
Worker data
Mame : [
Dogimeter no.
Eind Cancel |
A Enter the name of the worker to be found and his dosimeter number if applicable
(Dosimeter no. field).
A Click on "Find" to obtain the worker data.
4.7.2 How to create a new worker?
Advise: make sure that the company and the doctor for this newly created worker already exists in the
database. Create them otherwise (see Access to companies and Access to doctors)
A Select the Worker/data menu
The last modified worker appears on the screen
€] WORKER DATA =13
] < |84 | 5> | 51 | a4 | peete | body | | oose |
Worker data
Identification
NAME : |Mggg|N] First name : IMane-Chrisl\ne Dosimeter no. : (012770
Com. Name : W Other names : I [~ Assigned DMC
Cade W Category: I A 'I DMC's display
Dosimetry
Personal information
Social security no. - |257118212106210 Sex: " Male * Female
Date of birth : 211987 _| Place of birth : [MONTAUBAN
Doctor : | Ll Nationality : I _I
Occupation
Company : | HUS j Function : |INF
Type of contract :|TIT L' Section : | Médecine Nucléaire LI
Task code: | LI
Access control
[~ :Fobidden access  Reason for denial: | End validity med. exam. date: |
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Dosicare

A Click on AAddo to obtain a blank worker
€] WORKER DATA =13
| | | | | | | | Walidate | Cloze |
Worker data
Identification
HAME : ’7 First name - ,7 Dogimeter o, : ,7
Com. Mame : ’7 Other names : | [ Azzigned DMC
Code ’7 Category: ’—Ll DMC': dizplay ,7
Diosimetmy
Personal information
Social security no. : | Sex: + Male " Female
Date of birth : | J Place of birth : |
Doctor : | j M ationality : | @
Occupation
Company : | j Function ; |
Type of contract :| ﬂ Section : | ﬂ
Task code : | ﬂ
Access control
[ : Forbidden access  Reason for denial : End validity med. exam. date: J
The button _| allows the user to access to more information on the worker.
Note: the bold fields are mandatory.
After typing the data sheet should appear as follows:
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Dosicare Initialization of the data

€ WORKER DATA

| | | | | | | | WValidate | LClaze |

Worker data

Identification

NAME : DUPOMD First name : Jean-pierre Dosimeter no. : (232783
Com. Mame : [pE) Other names : |JP v Agsigned DMC
Code 000001 Category: B = DMCs display [pUPOND
Dozimetry
Personal information
Social security no. :  [1501045100100 Sex: f+ Male ™ Female
D ate of birth : [20/0/1970 J Place of birth : [Salon
Dioctar : | DUPONT j M ationality : [Francaise

Occupation

Company : | MGF j Function ; |Ingenieur
Type of contract :|CDI ﬂ Section ; | BU SERVICES j
Task code : | j

Access control

[ :Forbidden access  Reason for denial - End walidity med. exam. date: |01/01,/9339 J

A Zone Identification:

¢ Field NAME:
This field is mandatory. The name is forced in uppercases; maximum length is 30
characters.

¢ Field First name:
This field is mandatory. Maximum length is 30 characters.
¢ Field Dosimeter no.
Numeric field, 6 characters. This is the dosimeter serial number used by the worker.
This field is not mandatory. However, i f us
If the dosimeter is inserted in the LDM reader, the worker will not have to identify himself
on the screen to enter the zone.
Field Com. name (Common name):
Not mandatory, it can be used to distinguish between two namesakes.

¢ Field other names: This field is not mandatory.

¢ Field Assigned DMC:
If the box is checked, the worker still works with the same dosimeter.

¢ Field DMC's display:
In the case of an Assigned DMC, this is the text which is on the screen of the dosimeter
when the latter is at "pause" (outside area).

¢ Field Code:
It is the identifier that the worker will have to type in at entry time when using a
LDM2000 or a LDM210, LDM220, LDM230 reader with LDM3000.
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Initialization of the data Dosicare

¢ Field Category:
This field is mandatory. Worker category to which the worker belongs. This information
gives the threshold and limit values for the worker. These default values can be
modified by clicking the Dosimetry button.
" INFORMATIONS INTERVENANT H=E3

I<|

< | & | > ‘ | | Ajouter | Supprimer | Modifier ‘ | Eermer |

Informations intervenant

Identification

NOM : DUPOMD Prénom : |Jean-pierre Dosimétre no. :
Mo usuel: [oE) Autrez prénoms ; |JP [w DML affects
Code o000 Catégorie: | B ﬂ Affichewr DMC [pUPOND

Bilan dosimétrique

Doeeri]

Curlz: Limnites %
Dé&faut :
| i i) 1] 5 dernigres années ’7 30000 5 ans [Hp(10]) 1]
| 1] | 1] | 1] 365 derniers jours ’7 BOO0 365 jours (Hp(10]) 1]
| a | i | I année en cours ’7 BO0D  année civile [Hp(10]) ]
| 1] | 1] | n 3 derniers moig ’7 1500 3 mois [Hp(10]) 1]
| 1] | 1] | n moig en cours ’7 500 1 moiz [Hp(10]] 1]
Hp(10]G  Hp(1MM  Hp(0.07] li BO00 365 Jouwrs [Hp(0.OF)] O
Seuils
Fré-alarme dose Fré-alarme déhbit Alarme dose Alarme déhit Alarme durée

FHit)E 0 500 0 1g00 0 500 0 500 I
I 40 320 40 400
iRl 200 2000 200 2000

Defau Defaut Defau Defaut

Défaut : 23:00

)

Zone Personal information:

Field Social security number:
Mandatory, this field will by printed in the dosimetric reports;

Date of birth:
Mandatory, format is MM/DD/YY.

Place of birth
not mandatory.

Doctor:

Not mandatory field, this field identifies the doctor that monitors the worker. It has to be
chosen in the doctor list of the system. Press the "Delete" button to remove this
information.
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Dosicare Initialization of the data

¢ Nationality:
Not mandatory 20 characters maximum.

>

Zone Occupation:
¢ Field Company:
Mandatory field - it has to be selected in the company list of the system.
¢ Field Section:
Not mandatory. The tab on the right side of the field allows the access to the list of the
recorded sections.

¢ Field Function:
Not mandatory.

¢ Field Type of contract:
Not mandatory - Press the "Delete" button to remove this information. The tab on the
right part of the field allows for access to the list of contract types.

¢ Field Section:
Not mandatory field with a name of 50 characters maximum.

¢ Field task code:
Not mandatory - Press the "Delete" button to remove this information.
IF the task code is NOT SELECTED there, then the worker will have to choose a task
code prior to entering the RCA.

A Zone Access control:
¢ The fields of this zone are used to forbid the dosimeter assignment/activation.
¢ This forbidding can be unconditional by checking the "Forbidden access" box (a

50-character comment zone is used to specify the reason for denial which appears
when the person attempts to activate his dosimeter), it can be conditional with
reference to an end validity med. exam. date (in the form: DD/MM/YY).

¢ Beyond the specified date, the dosimeter activation will be denied.

Note: in DosiCare, there is no absolute forbidding for use of the dosimeter. It should be understood by "denial”
the fact that, upon assignment of the dosimeter to a person, the system will display alerts dependent on this
area. It will always be possible to acknowledge these alerts and proceed with the dosimeter assignment
procedure.
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Dosicare

€ WORKER DATA

Cloze

I« o dh ‘ > | >l ‘ fdd | Delste ‘ Modify | ‘ Closs
Worker data
Identification
MAME :  [Massini First name ©  |Marig-Christine Dosimeterne.: [012770
Com. Mame : W Other names | [ Azsigned DMC
Code [z~ Categon s = DMCsdisplay [
T
Dosimetric summary
Curnulations : Lirnits : 5
Default :
| 4245 | o 6131 LastG pears [ 100000 100000 5 years (Hp(10]] 4
| 276 | o 663 f} Last 365 daps [ 20000 20000 385 daps (Hp(10]] 1
| ]| of 0 g} Since Tst January [ calendar year [Hp(10]]
| 1] | 0 | i Lazt 3 months IW 5000 3 months Hp(10)) 1]
| 1] | 0 | i current month IW 1500 1 month [Hp(10]] 1]
Hp(101G Hp(10JN  Hp(0.07) [ 365 days [Hp(0.07))
Thresholds
Doge pre-alarm Rate pre-alarm Doge alarm Rate alarm Druration alarm

HA(10) G ,7 g;ufault. li E;I;auult. li g;ufault. ,7 g;ufgult. I_ : I_
OO ] 0 L e N R N Default: 24:00
L - 500 5000

¢ For example, on this screen capture, some dose pre-alarm and alarm thresholds are

modified for this worker.

Note: the default values are those of the category of the worker.

Additional data screen
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€ WORKER DATA M=1E3

i< | < | | > | >t | add | pelte | Moy | v | Do |
~Worker data

Identification

NAME :  [MassiNg  Firstname:  [Marie-Chiistine Dosimeterno.: [012770

Corn. Mame : W Other narmes : | [~ Assigned DMC

Code [123 Category: | A ﬂ DMC's display | S
Dosimetry

Additional data

Address/telephone
Addiess:  |5R De Brice Telephone : |03 886231 85
| Mob/Fax : |
City/State:  |SCHILTIGHEIM Email : |
Zip code : W
State |
Country : [FRANCE
Comments :

A Zone "Additional data™:
allows the user to type in the address of the worker.
A Comments:
255-character zone.
When all data entries are completed, <click on

Note: At his point the worker can enter the RCA, have his dosimeter turned on, and the dose will be recorded
when exiting the RCA.

141298EN-G 89

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Initialization of the data Dosicare

Blank page

90 141298EN-G

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Dosicare Assigning a dosimeter

5. Assigning a dosimeter

51 Introduction

This chapter describes the necessary operations in order to assign a dosimeter to a worker.
It also describes how to view the list of activated dosimeters. It finally describes the
operation mode t audeéacti daséemeygert whBn exitin

This method is applicable only when using LdmMgr, it varies when LdmMgr2000 with
LDM2000/3000 is used.

5.2 Assignment

The dosi meter ds assi gnmeohdctvatian. Thigassigomemead beat t h
temporary or definitively.

521 Definitive assignment

If the worker uses the same dosimeter for all RCA entries, then it will not be necessary for
the worker to identify himself when activating the dosimeter.

In this case, it is just necessary to fill in the worker sheet once with the dosimeter number
and check the "Assigned DMC" box.

Each time the dosimeter is presented at the reader, the information associated with this
person will be used to check the access and program the dosimeter.
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Assigning a dosimeter Dosicare

€ ) WORKER DATA

] add | Deete | Modty | | Cose |
Worker data
Identification
NAME - [MasSINI First name - |prie-Christine Dosimeterno. : [012770
Com. Mame : W Other names [ [ Assigned DMC
Gade 123 Category: A 'I DMC's display
Dosimetry
Personal information
Social security no. :  [257118212108210 Sex: " Male @ Female
Date of birth : 12171987 _} Place of birth : [MONTAUBAN
Doctor : | ﬂ Nationality : | _I
Occupation
Company : | HUS j Function : |INF
Type of contract : |TIT ~| Section: | Médecine Nucléaire |
Task code: | j
Access control
[~ : Forbidden access  Reason for denial : | End wvalidity med. exam. date: J

"Assigned DMC" box checked = dosimeter assigned. E.g.: dosimeter 154123 will be
considered as definitively assigned to worker BEADES

5.2.2 Temporary assignment

If a worker chooses any dosimeter for entry, the worker will have to identify himself prior to
entering the RCA. LdmMgr will make the assignment at entry time. The link between
dosimeter and worker will be broken at exit time (after allocating the dose to the worker).

When the dosimeter is put in front of the reader, a list of workersappear s on t he P
screen.

The button "Workers management" will enable the user to start DOSICARE (if not yet
started), in order to update this list by adding or suppressing workers.

Once all the modification has been recorded in the database, click on "Reload list" before
selecting a worker, to prevent any bad results.

A double click on a worker in the list will allocate the dosimeter to this worker.
Subsequently, the user can then permanently allocate this dosimeter to this worker by
modifying his data sheet and checking the "Assigned DMC" check box.

When completed, the dosimeter will be turned on if the criteria are fulfilled.
A No access forbidden in the Aaccess control o

No dose limit exceeded

)
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Dosicare Assigning a dosimeter

The PCbs user c anTHATywil appear ifaonewfahe access control condition
is not fulfilled, AND the answer given will be logged.

When being activated, the alarm defined i
will be programmed into the dosimeter.

5.3 List of activated dosimeters

The list of activated dosimeters can also be provided by DOSICARE. This list includes
workers who are, from the system point of view, within controlled area. This list can be
accessed from Workers menu / Workers in area.

54 Deactivate

Deactivate a dosimeter consists in reading the dose when exiting the controlled area in
order to:

A read the dose received during the on-area stay, as well as any alarms stored in the
dosimeter;

p=

enable access to the on-controlled area stay histogram, when alarms have been
triggered,

A set the dosimeter to "Pause" and unassign it, in the case of a temporary assignment.

This operation is performed by simply presenting the dosimeter switched on at the reader
and waiting for dosimeter status change (switching to "Pause").

Note:

1) Activation/deactivation is made when the dosimeter is presented at the reader. This is performed by the
LdmMgr software which must be run on the PC.

2) The worker id is the dosimeter serial number when using LdmMgr and code when using LdmMgr2000

141298EN-G 93

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Assigning a dosimeter Dosicare

Blank page

94 141298EN-G

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Dosicare Displaying, editing the dosimetric summaries

6. Displaying, editing the dosimetric
summaries

6.1 Presentation

This chapter describes all the available functions in order to view/print dosimetry
summaries/reports.
These functions are:

A Display of the dosimetry summary of any worker.

A Display of all the daily doses for a worker.

A Display of any transaction of the system (entries and exit)

A Edition of a dosimetry summary sorted by task codes, grouping together for each task
code, daily doses of each worker over a given period. Detailed information concerning
workers and days can be hided

A Edition of the daily dose accumulations between 2 dates for one, several or all the
workers.

A Edition of the worker data sheet grouping all the administrative data as well as the

dosimetric data of a worker, a group of workers or all the workers.

A Edition of alarms summary

Note: in the paper prints, the primary and secondary doses are separated by character "/ ". A zero means a
dose equal to zero whereas «-" means that the dose has not been measured. This is a typical case of use of the
software with X-dosimeters which do not measure the secondary dose.
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Displaying, editing the dosimetric summaries Dosicare
It is possible from the worker data sheet
A click on the ADosimetryo button displays

I< 3 4 ‘ > | > ‘ Add | Delete ‘ Maodify | ‘ Cloze |
Worker data
Identification
NAME = [pMassin First name = |1 arie-Chiistine Dosimeter no. = 012770
Cam. Mame : [TRESSOL Other names : | [ Aezigned DMC
Code |1237 Cateqgory: A - DMC's display
Dosimetric summary
Curmulations : Lirnits : o
Default : ®
| 4246 | i) 3] Last5 years 100000 100000 & years [Hp(10]] 4
| 276 | i) BE3 | f) Last 365 daws 20000 20000 365 days (Hp(10]) 1
| 0 i) 0 [} Since TstJanuary calendar year [Hp(10]]
| | of i Last 3 months K000 5000 3 months (Hp(10]) 0
| I | 0 | 1] current rmonth 1900 1900 1 month [Hp(10]] 1]
Hpl10] G Hp[10] M Hp(0.07] 365 davs [Hp[0.07])
Thresholds
Doze pre-alarm Rate pre-alarm Doze alarm Rate alarm Diuration alarm
Default : Default : Default : Default :
Hp(10) G ,7500 liﬂlﬂﬂﬂ li 500 ,75000 l_ : l_
Hp(10) M 100 a00 100 1000 Default: 24:00
Hp(0.07) 500 4000 500 5000
LClose

In the above case, call for the dosimetric summary screen of worker MASSINI

This screen displays:

A in the "Dosimetric summary" zone, for each managed period, the following information:
¢ primary Hp(10)G (Gamma) dose accumulation
¢ primary Hp(10)N (Neutron) dose accumulation
¢ primary Hp(0.07) (Beta) dose accumulation
¢ limits defined for the worker
¢ accumulation percentage with respect to the limit.
Ifalimitisexceededtheﬂwar ning wi |l be di splayed on
Important warning: Hp(10) are the one that we fix for the SUM of Hp(10)G and Hp(10)N accumulation.
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Dosicare Displaying, editing the dosimetric summaries

A inthe "Thresholds" zone provides, the values of the Hp(10)G, Hp(10)N and Hp(0,07)
alarms and thresholds and the time alarm to be loaded in the dosimeter upon area
entry.

6.3 Displaying the daily dose accumulations

In order to view the daily dose accumulations, use the Worker/Dosimetry item from the main
menu. The Worker list appears.

A Select (highlight) the worker, click return or enter, or double click on the worker;
€. Warker list rz|

YWorker list

........................................

............. Llose |
MARTIMN Magali MARTIN L
EQBLER Francoise EOBELER =
MasaTNI Marie-ChristineTRESSOL
HAHN Astride HAHN
HOHWILLER Catherine HOHWILLER
EUHL MANN Evelyne LOEER
LEYTHNER EVELTME
EINGWALD Marie-MadeleineD OIS MANI
DEMIL Saadi DENIL b

In the above case, selection of worker: MASSINI Marie-Christine

A Display of all the daily dose accumulations of the worker
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Displaying, editing the dosimetric summaries Dosicare

6.3.1 "Dosimetric summary" tab
Dosimetry
MName : li First Narne : li Id worker : li
T Dosimetiic graph
Modif| Date: Task code: Hp(10)G (5] [HRION (uSv) | Hp(0.07) (uSw) | HPLI0E Max [ Hp(1OMN Max | Hpl0.07) Mat | 10 Modiication reaso ]
113223200? |0?? - | i - |Fmg_[u§vfhl Rate [WSv/hl |Rate [uSv/hl | ‘l
|1/ /2007 .???
_1.”204'200? .7??
11972007 ki 10 14
| 1/18/2007 .??? 5 8
_1:’]?}200? .??? 5 11
11672007 ki 3 10
[1115/2007 |77 2 | 8 | | [ ]
(171472007 |77 | | | | | | ]|
113/2007 ki
| 111272007 |77 9 12
_1.”11;’200? .??? 9 14
11042007 ks [ 12
|1/3/2007 .??? & 9
[1/8/2007 |72 3 5
1/7,2007 ki
| 1/6/2007 |77
I1.”5.—’2Eﬂ? .??? 7 7
1/4/2007 pidd 4 7
|1/3/2007 .??? 2 7
174272007 |77 1 2 %
v [
Add
= I I =
Cloze
This window will allow the user to:
A Display the daily dose accumulations for any available measurement.
A Display for each type of measure the max rate encountered that day
(move through the list with the arrow to the left of each line.)
A Modify the data of a record, add or delete records.
A See the accumulated dose for all the days and all the tasks
A Display the daily dose accumulations per job code.
¢ Date, Dose HP(10)G, Dose HP(10)N et Dose HP(0.07):
Date and accumulation of primary and secondary doses for this day and this task code.
¢ Max rate HP(10)G, max rate HP(10)N, max rate HP(0.07):
Max rates observed for that particular day and task code.
¢ taskcode:Thetas k code mentioned in the workerds
¢ Transmitted: this record has been printed/transmitted
¢ Change Raisons:
¢ Change raisons is an mandatory field.
¢ A comment to explain why a dose would have been manual changed.
Note: Use the "Up", "Down" or page skip arrows to move in the records.
A Modify the data of a record:
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Dosicare Displaying, editing the dosimetric summaries

¢ Select the record by clicking with the arrow on the very left column. An arrow will display
the selected record.

¢ Anotherc!|l i ck will transfer r ehangesd sariend.or mati on'
¢ Modify the "Dose" field with the new value,
¢ Click on "validate" to commit the modifications.

Note: All the record fields can be modified. Any changed line will by identified with a check in the "Modif."

column.
Dasimetry
Mame: | ! First Mame: | |d weorkes :
1 Dosimetiic giaph
Mocﬁfl Date: | Task code: Hp(10)5 (uSv) | Hp(1OM (uSv) | Hp(D.07) [uSw) | 10 e | eI M 2| o ) s | Tlmsl Modiicalion reaso_ |
2/28/2006 11:53 59 FM 777 55 I
173172006 11:5353 PH 777 1% i
| [12/31/2005 11:5959 7 777 148 [ 243
| [11/30/2005 11:5959 F 777 104 | m
10/31/2005 11:5353 F| 777 3n 71
| [8/30/2005 11:5359 PH 277 218 [ 33
|| 8/3172005 11,5359 PK 777 137 | 297
7/31/2005 11:5358 FM 777 352 7
| [6/30/2005 11:5359 FH 777 188 | 282
|| [5/3172005 11,5359 FK 777 &1 | 109
4/30/2005 11:5359 P 777 124 218
| [3/31/2005 11:5359 FK 777 50 | K]l
] |2/28/2005 11:5358 F) 777 198 | 0
173172005 11:5355 PM 777 164 147
| [12/31/2004 11:5359 F 277 92 | 183
140 158
| [8/30/2004 11:5359 FH 777 1 | 220
[ | [8/3172004 11,5358 P 777 108 | 181
7372004 11:5359 PH 777
1 [6/30/2004 11:5359 FK 777 92 | 1639
| []
Changes
Hp(10)G  Hp(1OMN  Hp(0.07)  Hp(10)G  Hp(1OMN  Hp(0.07) Modification reasons : Delete
[wSv) [nSv] [uSv] MaxFate MaxRate MaxFRate
[mSwih) [pSw/h) [uSwih)
Date : Task code : Trans, =
[11/30/2004 .| [168 [o [233 o [o [ [772 = r LD
Cancel

¢ Changes: Modification zone for a record. In this example, the new secondary dose will
be 30 for the 08/01/2002

¢ Terminate by clicking the "Validate" button

¢ Deletions: When a record has been selected, it can be deleted by pressing the "Delete"
button to the right of the window.

¢ Additions: The addition of a new record is possible only when no line is being edited.
Click the Add button, enter the data for the new line and validate.

Note:If you enter a date or task code corresponding to an existing record, the new data will be cumulated.

A See whether a daily dose cumulation has been sent to the IRSN

When editing the summary to be sent to the IRSN (see §86.3.6 Editing the IRSN summary,
page 107), it is possible to confirm transmission to the IRSN.

Confirmation of transmission will be indicated by a check opposite each record.
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Dosicare

This indication can be modified. In the case of a movement which has been signed off being
modified so as to cancel the transmission, it will be edited again on the IRSN summary.

6.3.2 "Graphic" tab
€] DOSIMETRY (=13
Dosimetry
Mame : First Mame : Id worker :
Drosimetric summary T Dosimelric graph
Doses and max rates 15 last days : MASSINI Marie-Christine (26/12/2007 - 10/01/2008 )
1000 1000
10 " Eene s
= Hpi(10)% Max Rate (pSvih)
Il He(TON (usw)
— Hpi10)M Max Rate (pSwih)
Hpro.07) (uSv)
10 10 = Hp(0.07) Max Rate (uSvih)
1 — 1
081 oMt 101 DI T2 A3 DM s TABM T T T8 T 1aMe 20 T 2 M T 22 T 230
& Dose W Hpl10G D Mo Fate WY Hpll0)5 Max Rat
* Dai A * Histograms P 058 istograms P axhate
i 'ElLast days ; :n;sg M v Hp(10N Dose A g M [ ¥ Hp[10N tax Rate
£ Monthly B ¥ Hpl0.07) Dose M ¥ Hpi0.07) Max Rate
& 20 &+ Log .
r 3p £ Lin gp"m
This dialog box allows to:
A See the graphic of the past daily doses or monthly doses for each available
measurements and their associated rates.
The lower part of the windows will allow
A To choose the number a day to display from today.
A For dose and rate measurements
A to choose graphic form : Bar graph or curves
A to choose which measure to display
A tellif values have to be displayed
A to choose colours (by clicking on colours themselves)
A to choose scale to use (log or linear)
A to choose what type of graphic to use 2D or 3D
A to print the currently displayed graphic.
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Displaying, editing the dosimetric summaries

€. DOSIMETRY

Dosimetry

Name : First Mame : Id worker :

D ogimetric summarny T Dosimetric graph

Doses and max rates 15 last days : MASSINI Marie-Christine (26/12/2007 - 10/01/2008 )

W He1 03 (pSv)

At = Hp(10)G Max Rate (pSvih)

- I HoC1 O (uSv)

— Hpi100M Max Rate (pSwih)
Hp(0.07) (s

6.3.3

2y == Hp(0.07) Max Rate (pSwih)
Dose W[ % Hll0G D Maw Pate B[ % Hp{10JG Max Fat

& Dai 15 v |Lastd & Hi p ose ~ Hi p axRate

d 5 ]lest doe = :::Sg'ams W% Hp(1DN Dose . HEOSEMS e I % Hpl1ON Mas Pt
£ Monthly I [~ ¥ Hp(0.07] Dose * Lines B ¥ Hp(0.07) Max Rate
2D ' Log .
& i oL [E ]

A During 3D display the angle can be changed by pressing Ctrl and moving the mouse.

Editing the transactions
The screen of the transactions displays a list of all entries and exit registered by the system.

These transactions can be filtered depending on:

the date of the transaction

b=

the worker

b=

A the character of the transaction as in rate or dose alarm.

Filtering by worker can be used to display transactions for "unknown workers". There may
be some transactions which cannot be attached to a worker.
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6.3.4

€ Transaction E]E]

Date filter worker filter Alarms filter
T ———_—————
From::|03/11/2008 J oK gﬂlﬁnmg V\Esoe{.-ic I Transaction with a dose or a rate alarm
To: 21./01/2009 J MARTIMN Lucien -
MOEREL Fréderic b
Mumber of exits : 22 - Total dose : 5 pSv
TRANSACTIONS
| | Transaction date | Transzaction ty| Hame First name Reader Dosimeter Task code HP[10]E
11/12/200810:25:56 1 MOEREL Frédéric Entrée salle radio 1 244123 004:Construction et mail 0 )
11A2/200810:26:22 |0 MOEREL Frédéric Entrée zalle radio 1 244123 004: Construction &t maif 0
11/12/2008 10:26:54 1 MOEREL Frédéric Entrée salle radio 1 244123 004:Construction et mail 0
11A12/200817:41:09 |0 MOEREL Frédéric Reader 244123 001 0
11A12/200817:41:24 |1 MOEREL Freédéric Reader 244123 001 a
16/12/2008 174216 |1 MOEREL Frédénic Readerl 244122 001 0
16/12/200817.38:09 |0 MOEREL Freédéric Reader 244122 001 a
18A12/200815:1306 |0 MOEREL Frédénic Entrée Fred 244122 004: Construction et maij 0
18/12/200815:13:19 1 MOEREL Frédéric Entrée Fred 244122 004:Construction et mail 0
18A12/200817.48:48 |0 MOEREL Frédénic Entrée Fred 244122 004: Construction et maij 0
16/12/200817:42:49 |0 MOEREL Freédéric Reader 244122 001 a
16/12/200817:42:09 |1 MOEREL Frédénic Readerl 244122 001 0
16/12/200817:46:07 |0 MOEREL Freédéric Reader 244122 o0z a
16/12/2008 17:46:20 |1 MOEREL Frédénic Reader 244122 o0z 0
16/12/200817:46:49 |0 MOEREL Freédéric Reader 244122 o0z a
16/12/200817.47.068 |1 MOEREL Frédénic Reader 244122 o0z 0
16/12/200817:47:38 |0 MOEREL Freédéric Reader 244122 o0z a
16/12/200817:43:18 |1 MOEREL Frédénic Reader 244122 o0z 5 =
[« | [

Dosicare

Editing worker data sheet
From the DosiCare main menu by using Dosimetry/Data the following window appears.

The worker data sheet report summarizes all the administrative information about the
worker, and also its dosimetry information.

The data sheet can be printed for one worker, for a group of workers or for all the workers.

€. Worker, data @

Data

‘worleer :

KOELER Francoise KOBLER

MASSINI Marie-ChristineTRESS0L
HAHN Astride HAHN
HOHWILLER Catherine HOHWILLEER
Evelyne LOEE
EVELYNE hd

[™ Select all

Beport viewer Print report | Cloze

)

Worker: Same type of selection (one or more) as the previous report.

Select all: Check to select all the workers.

)
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Dosicare Displaying, editing the dosimetric summaries

MGP Instruments

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C

BP 1-F-13113 Lamanon MARTIM hagali

4 France 24 R Jean Cocteau

: Tél+ 33 (0)4 90 58 59 59

" Fax+ 33 (04 90 59 55 18

E-mail : info@mgpi.com 57730 MACHEREM
FRAMCE

Hame : MARTIMN First Hame : Magali
Usual Hame : MARTIM Cther first name
Address : 24 R Jean Cocteau
Zip code : 57730 City/State : MACHEREM
Phone : 03.88.31 BE.24 Countny : FRAMCE
Date of hirth : 28/061 978 Cityistate of birth :  SAINT AYQLD
Social security no. : 278065760GB0TEAT Hationality :
Sex: Female
Company: HLIS Function : IMF
Section : Madecine Mucléaire Category : !
Working code : 001:Task ane Type of contract : 0]
Doctor : Validity med. exam. : 01101799499
Forbidden access : Mo Reason for denial :

Hp(10] Hp(0.07) Hp(10]jc  Hp(10M  Hp(0.07]
5 pears limit ; 100000 pow b years a2e000/ 0/ 108000 Py
365 days limits 20000 ] Py 365 days 32R000.4 0/ 108000 PS5y
“fear lirnit ; 20000 Py Year 325000/ 04 102000 pSe
3 monthz limit ; R000 pSw 3 months : 326000/ 0/ 108000 pSw
b onth limit : 1300 Pow Manth : 115000/ 0/ 108000 PS5y
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Displaying, editing the dosimetric summaries Dosicare

>

p=

INDIVIDUAL REPORT: administrative data area
DOSIMETRIC SUMMARY: dosimetry data

Note: Indication (P/S) means: Primary / Secondary.

6.3.5 Editing the dose accumulations
From the main menu by using Dosimetry/Summary the following window appears.
“€. Dosimetric Summary @
Dosimetric summary
Companies ; |.f3.|| COMparies j
Sections : |.ﬂ-.|| zections ﬂ
Wiarker :
DTIEAND Ludaowvic
MARTIN Lucien
MOEREL Frédéric
PHILIFPE Stéphane
[ Select al
From: |22 22008 J [ Hide date
Ta: =1 /01 /2009 J [ Hide manthly sub-tatals
| | Cloze
Selections:
A Select one Worker:
¢ Use the arrows or page UP and DOWN keys to navigate in the list.
¢ Click on the desired worker.
A Select several workers:
¢ Use the arrows or page UP and DOWN keys to navigate in the list.
¢ Click on each worker you want to select and press the CTRL key simultaneously.
A Select all the workers:
¢ Checksdettalloicheck box
A Selection the period of time:
¢ In the fAFromodo and sélexted dateshyetyping the dasieddates ot h e
use ébebdx to view the calendar.
A Selection of the detail level:
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Dosicare Displaying, editing the dosimetric summaries

¢ If no box is checked, the printed information will be:
- Days with doses for the days.
- Monthly accumulations. (if the period of time covers several months)
- Accumulation for all the selected period of time.

c | f ihi de dat,ehe printed informationkwil de:

- Daily dose
¢ - Monthly accumulations. (if the period of time covers several months)
¢ - Accumulation for all the selected period of time.
¢
¢

I f Ahide mbaot Al g 0 s u,khe mihted nforenation will be:
- Accumulation for all the selected period of time.

6.3.5.1 Detailed dosimetric summary

MGP Instruments

. BP 1-F-13113 Lamanon
Er'aln v 33 (0)4 90 59 59 59 MARTIN Magali
1 Te
" Fax + 33 (0)4 90 50 55 18 24 R Jean Cocteau
E-mail : info@mapi.com
@ ’ MACHERER
57730
FRAMCE

DOSIMETRIC SUMMARY

Hame : MARTIN
First Name : hagali From: 121252007 to: 1110172008
Year : 2007 Dose Hpd1 MG f HpdlOM ! Hp(0.07
Total dose for year : 2007 i i pSv
Year: 2008 Dose Hpd1yG ¢ Hp(lOK ! Hpi0.07y
Monih : 1
100071 2008 oy o 0 psvy
11004 12008 Toooo o 34000 pSw
11071 2008 35000 o 12000 psy
11004 12008 f0ooo ¢ o 12000 pSw
Sum: 1148000 o 108000 psv
Total dose for month : 1 115000 ! 1 108000 pSv
Total dose for year : 2008 325000 o 108000 pSwv
MARTIH
Total dose for requested 115000 ¢ or 108000 pSv
Maqgali
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Displaying, editing the dosimetric summaries Dosicare
A The following information can be found:
A Reminder of the selected period of time
A For each row the daily dose accumulation
A Monthly dose accumulations
A Month number
A Accumulation for the year
A Accumulation for the selected period of time
6.3.5.2 Hide date
MGP Instruments
BF 1 - F-13113 Lamanon
Tel+ 3o (0)4 90 59 59 59 MARTIN Magal
e
' Fax + 33 (0)4 90 59 55 18 24 R Jean Cocteau
E-mail : info@mgpi.com
@mo MACHEREN
57730
FRAMNCE
Name : MARTIMN
First Name : Magzli From: 12122007 to: 110152008
Year : 2007 Dose Hp1G f HpddmN F o HpdDov)
Total dose for year : 2007 I i pSv
Year : 2008 Dose Hpdd MG & Hpdd oM f Hpi0.07
Total dose for month : 1 115000 ! (1) 108000 pSv
Total dose for year : 2008 J25000 ! o’ 108000 pSv
MARTIH
Total dose for requested 115000 ! o 108000 pSv
Magali
Total dose for month of. Monthly dose accumulations of the month included in the
selected period of time.
A Total dose for year: Annually dose accumulation for the year included in the selected
period of time.
A Total dose for the requested period of time: Total amount of dose for the worker and
for the selected period of time.
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Dosicare Displaying, editing the dosimetric summaries

6.3.5.3 Hide monthly sub-totals

MGP Instruments
BPF 1-F-13113 Lamanon

Er'aln f%a (0)4 90 59 59 59 MARTIN Magali
I Te
" Fax + 33 (0)4 90 58 55 18 24 R Jean Cocteau

E-mail : info@mgpi.com

: MACHEREM
a7Tan
HIMEE FRANCE

DOSIMETRIC SUMMARY

HName MARTIR
First HName : haal From: 120122007 to; 1110172008
Year : 2007 Cose Hpd1 G & Hp(lOk ! Hpi0.07)
Total dose for year : 2007 ) i Sy
¥Year : 2008 Dogse Hpdd MG f HpdloM ! Hp(0.07)
Total dose for year : 2008 325000 or 108000 pSv
MARTIH
Total dose for requested 115000 ! or 108000 pSv
Magali

Note: If the entered period of time does not cover the year the dose for the year may not be exact.

6.3.6 Editing the IRSN report

The dialogue box used to edit the SISERI report is accessed from the general DosiCare
menu bar Dosimetry/Display SISERI Transfer.

6.3.6.1 IRSNreport
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Displaying, editing the dosimetric summaries Dosicare

I (M) Worker/task summary I&
Workerftask summary
Comparies : |.-'1'-.|| COmpanies j
Sechions : |.-'1‘-.II gections ﬂ
Worker :
MOEREL Frédéric
[ Select &l

Fom: [1g/01/2008 .
To:  [igmizems L

| | Cloze
Import Sizer
Chaoix fichier ‘
h E u
A Worker : Select one or more workers.
A Select all: Select all workers.

A Fr om ¢é :Baectéhe period for movements to be sent.

In accordance with the IRSN's recommendations, daily cumulative doses are grouped by
type of "work code". A general cumulative dose for the selected period is indicated.

Note: The system only allows one daily cumulative dose per work code.
If a worker has entered a controlled zone several times during the day with the same work code, the cumulated
daily dose is allocated to this work code.
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Dosicare Displaying, editing the dosimetric summaries

Note: From this screen you can also choose to generate the computer file to be sent to the IRSN. This file can
be sent in place of the report. If you select "IRSN File", the system will ask you to choose a filename (extension
.csv), and will then save the dosimetry data in this file using the same criteria as for printing the report. This file

must then be sent to the IRSN.

When generating the IRSN file, if doses which already been sent have been changed, a message informs the
operator of this and asks whether he wants to include the modified doses in the file.

There are some doges that have been modified since file was generated.

Do you want to include thoze dozes in thiz new file 7

Yes | Mo | i Wisualize..
In order to make this decision, the operator can Vview
€] Modified doses since last generated file @
Modified doses
Hame [First name [Social security [Date [Task code [Total dose [uS¥
» [MOEREL | Frédéric | 1740655224200 [11/01/2009 [001:Défense [0
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Displaying, editing the dosimetric summaries

Dosicare
My mRioN
| BILAN IRSN
Exfreprise propri e o |azone Cortrdke LeEORATOIRE LIBERTE
Hom : nGp
Hum éro d'habllitation K KFH
Mo - BEADES
Fremorn : Jean-Perre
Hurnéro RHIFF : 1GTO113131313
Péricde du : 01030005 au 020112005
Codetiche :  1iC8fenss
Date Dose Hp(l0)G ¢ HpCIOON 7 Hpdd 007
AR N T
S04 0 o R
051200 0 P s g
0TS = R (- 1
o720 - I R
07 S bl IR - < Y R .1
07310005 Wy 4 W 4 T0
R0 00 m f 7 i@
CE0ES e R (- 1
E07 /005 7 joom 4 m
Total doss pourls 1)06fen s #1.00 7 41000 7 g40.00
Code tiche ; 1. NiEqulpages navires 4 propulslon nucléalrs; servles en mer et formation
Date Dose Hp(10)G ¢ HpCl0M 7 Hpdd.007)
05100 S S
Total doss pour s 1.1 1jEquipags navires & propulslon 0.on
Codetiche :  1.2)8rmes
Date : Dose Hpr109G ¢ Hp(l0M # Hpdd 007
0T3S o R S A 1
Total doss pourls 1.23mes 10000 7 4000 4 A&5.00
Total dose pourla parods ©:  BEADES Jean-Flarrs a11.00 7 45000 F B95.00
A Dose total for the task code:
Daily cumulative doses grouped by task code.
A Dose total for requested periode:
Cumulative dose over the selected period
When editing is complete, the system offers t

This will enable the system to offer the date of the last unsent daily total as the default start
date when this summary is next requested.
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Dosicare Displaying, editing the dosimetric summaries
Important note: For the IRSN file to be sent automatically by Internet, and the user authorisation number must
be entered as follows: Sender ID;PCR ID.
The user authorisation number can be modified via the Configuration/Users menu.
The Sender ID and PCR ID codes are supplied by the IRSN. It is imperative that they are entered in the right
order, separated by a semicolon (";").
Example: 1235;9876
Note: All doses are displayed, even those with a value of 0. Only null doses are not
displayed.
6.3.6.2  Siseri import
(M) Worker/task summary I&
Workerjtask summary
Compariies : |.-'1‘-.II companies ﬂ
Sechions : |.-’-'-.II gections ﬂ
Worker :
MOEREL Frédéric
| Select all
Fram: 118/01/2015 J
To:  [ymens .
| | Cloze
|mpart Sizer
Chaix fichier ‘
Select the SISERI file to import (.cvs file ) by clicking on the « Choix fichier » button in the
« Import Siseri » frame.
6.3.7 Editing the summary by task
The dosimetric summary by Worker/day/task can be called from the main menu using
fDosimetry/Task summaryd0 o pt i on.
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Displaying, editing the dosimetric summaries Dosicare

€ Worker/task summary E]

Workerftask summary

Companies ; |ﬂ"campames

=l
Sections |ﬁ"secﬁuns _IJ

Wforker ;

DURAND Ludowic

MARTIN Lucien

MOEREL Frédéric

FHILIFPE Stéphane
[ Select all

From: [20/01/2009 ..
Ta:  [2/01/2008

....................................

A Worker: Same type of selection (one or more) as the previous report.
A Select all: Check to select all the workers.
A Fr om ¢ :dabefokdaily doses selection. Thedef aul t i s fnotom t he
transmittedd d o sYestetdayo fi
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Dosicare Displaying, editing the dosimetric summaries
Note: The system authorizes only one daily dose accumulation per task code.
If a worker has entered an area several times in a day with the same task code, the daily accumulated dose is
assigned to this task code.
During the generation of the file, if the rates already sended have been modified, a message informs the
operator and ask him if he wants to include the modified rates in the file.
€. DosiCare @
There are some doges that have been modified since file was generated.
D'a you want to include thoze dazes in thiz new file 7
| | [ Visisles.
To take a decision, the operator can visualizethos e modi fi ed rates by clicking
Modified doses
Mame [First name [Social security [Date [Task code [Total dose [uSv
p |MOEREL |Frédéric |1?408882242DU |11HU1 /2009 |UU1:Défense |D
141298EN-G 113

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C

on



Displaying, editing the dosimetric summaries Dosicare

& MGP Instruments
BF 1 - F-13113 Lamanon

! Tél+ 33 (0)4 50 59 59 59
Fax + 33 (0)4 20 58 55 18
E-mail : info@mgpi.com

" gMePp

Worker/task summary

Controlled area owner company MR
Hame : Mg

Habilitation # | Zite; ldPHE st

Hame: MARTIM

First Name : gl

Social security no. : 45434303045

From: 10401 12008 to: 11012008
Task code : FEE
Date : Dose Hpd1 G ¥ Hpd1 0k F Hpd0.07) HEwY
11101 72008 So0ao s or 0000
Total dose for Task ?77 50000 / 0/ 60000 pSu
Task code ; 001:Décontamination
Date : Dose Hpd G P Hpd DM Hp(0.07) HSy
11004 12008 10000 f ol 12000
Total dose for Task 001:Décontamination 10000 / o 12000 pSu
Task code : 002:Medical Industry
Date : Dose Hp1 0G ¥ Hpd1 0ok F Hpd0.07) HSy
1101 2008 10000 f or 12000
Total dose for Task 002:Medical Industry 10000 / o/ 12000 pSv
Task code : 003:Huclear Industry
Date : Dose Hp1 0G ¥ Hpdt 0ok F Hpd0.07) HEY
11071 2008 10000 f or 12000
Total dose for Task 003:Huclear Industry 10000 / o 12000 pSy
Task code : 004:Radio
Date : Dose HpO1 G ¥ Hpdl 0ok F Hpd0.07) HEY
1101 72008 10000 f or 12000
Total dose for Task 004:Radio 10000 / o/ 12000 pSu
MARTIH
Magali Total dose for requested time @ qoooo ¢ 0/ 108000 pSy
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Dosicare Displaying, editing the dosimetric summaries

A Total dose for work code: Total amount of dose for the work code for the selected
period of time.
A Total dose for requested time: Total amount dose for the worker for the selected

period of time for all the work codes the worker has used.

At the end of editing/printing, DOSICARE will ask the user to mark the dose that has been
ftransmittedo . Refer to t hetassnttéddo onntdesmai bong A

This will enable the system, upon the next request for this summary, to propose the date of
the last daily dose accumulation not transmitted yet as the default start date.

6.3.8 Editing accumulations by task code

In order to edit the accumulations by task code, use the Worker/Task summary item from
the DosiCare main menu.

€. Task dosimetric report

Task dosimetric report

Tazk :

‘00l:Défense
00zZ:Défense-Propulsion
003:Equipage navirezs & propulsion nucléajre;serwvice en

[ Select all [ Activate user's filker

From: |29/08/2009 J [ Hide workers dozes
b 2840942009 J [~ Hide daily sub-tatals

Beport preview | Print report | H;[ | Cloze

Task: Selection of one or several task codes
¢ Note: only task codes used during an on-area stay by a worker are listed

>

A Select all: Selection of all the task codes

A Acti vat e uastigatiod/deadtiviationt ofthe filter on sections and companies for
this profile.

A -Fromé to é: Selection o f-argabtayshawetoibetdkendnur i ng
account.

A Hide workers doses: workers detailed information does not appear.

A Hide daily sub-totals: daily detailed information does not appear.
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Displaying, editing the dosimetric summaries Dosicare

6.3.8.1 Complete summary

MGP Instruments
BF 1 - F-13113 Lamanor
France

| Tel+33(0)4 90 59 59 59
" Fax + 33 (0)4 90 59 55 18
E-mail : info@mgpi.com

Task dosimetry report
(user's filter activated)

Hame : mgp
Habilitation # lolSite,; loPHtest
Owner company of the RCA : MGP
From: 2910842009 to: 2810942009
Task code: 001:Défense Dose Hp{1M)G / Hp{10)M / Hp{0D.07)
Date: 30/0872009
TAARTIM Pietre 41 41 4
Totaf dose ; 41 41 4 pSv
Total: 001:Défense 4 4r 4 pSu
Task code: 002:DEfense-Propulsion Dose Hp{10)G ! Hp{10)N ! Hp{0.07)
Date: 30/0572009
DUPCRHD Micolas -5 -5 -]
MICHEL Yves g g g
Totzi dose : 147 147 14 pSv
Total: 002:DEfense-Propulsion 14/ 147 14 pSv
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Dosicare Displaying, editing the dosimetric summaries

6.3.8.2 Summary without workers details:

MGP Instruments
BP 1-F-13113 Lamanon
France

Tél+ 33 (0)4 80 58 59 59
" Fax+ 33 (0)4 90 59 55 18
E-mail : info@mgpi.com

T

Task dosimetry report
(user's filter desactivated)

Hame : mijf
Habilitation # leiSite; ledPHEest
Owner company of the RCA : MEP
From: 29/05/2009 to: 2809752009
Task code : 001:Défense Dose Hp(10)G / Hpd 100N / Hpd0.07)
30/0542009 97 9/ 9 pSv
Total: o1:Defense 9/ L) 9 pSu
Task code : 002:Défense-Propulsion Dose Hp(10)G / Hp{10)H / Hp{0.07)
30/0542009 32/ 32/ 32 pSv
Total: 002:Défense-Propulsion 327 32/ 32 pSu
Task code : 003:Equipage navires a propulsion Dose Hp(10)G 7 Hp{1MM ; Hp{0.07)
30/0542009 3 3/ 3 pSv
Total: 003:Equipage navires i propulsion 3 3 3 pSv
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Displaying, editing the dosimetric summaries

Dosicare

6.3.8.3

6.3.8.4

Summary without daily sub-totals

MGP Instruments
BF 1 - F-13113 Lamanon
France

Tél+ 33 (0)4 90 59 59 59
Fax + 33 (D)4 90 59 55 18
E-mail : info@mgpi.com

Task dosimetry report
(user's filter desactivated)

Hame : mgp

Habilitation # IdSite; ldPHtest

Owner company of the RCA : MGE

From: 29/08/2009 to: 28/08,/2009

Dose Hp{10)G i Hp{ 10)N  H{0.07)

001:Défense 97 97 9 pSv
002:Défense-Propulsion 32/ 32/ 32 pSv
003:Equipage navires i propulsion 3 3 3 pSv

2 D Graphics

Doses and max Rates by Task code u E]E]

M Hpi10) Gamma Dose pSv

M Hp(10) Gamma Rate pSwvih
W Hpi10) Meutron Dose pSy
Il Hp(10) Neutron rate pSwih
I Hp(0.07) Dose pSy

M Hp(0.07) Rate pSwh

M v v Hp(10] Gamma Rate
M v [v Hp10] Neutron Rate

Doses and max rate by task code (29/08/2009 - 28/09/2009) - (user's filter activated)
100 100
14 14 14
10 10
t t t
o o o o o o
1 1
001:Défenze 002:Défenze-Propulzi
Dose Max Rate
@20 | & fogi|| @ Histograms M ¥ [ Hpl10) Gamma Dose + Histograms
30 | € Lin £ Lines M v [V Hp(10) Neutron Dose ® I
— I ¥ ¥ Hp(0.07) Dose nes M [V ¥ Hpl(0.07) Rate
Tint
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Dosicare Displaying, editing the dosimetric summaries

6.3.8.5 3D Graphics
Doses and max Rates by Task code n g@

Doses and max rate by task code (29/08/2009 - 28/09/2009) - (user’s filter desactivated)

M Hpo10) Gamma Dose pSy

[ Hp(10) Gamma Rate pSwh

I Hpo10) Mewtron Dose Sy
| I Hpo1 0) Meutron rate pSwh

[ Hp(0.07) Dose pSy

M Hp(0.07) Rate pSwih

Dose Max Rate
' 2D. * Lag & Histograms M ¥ ¥ Hp(10) Gamma Dose & Histagrams M ¥ ¥ Hp(10] Gamma Rate
o Lin ® s B v ¥ Hp(10] Neutron Dose L M v v Hp(10] Neutron Rate
I ¥ W Hp(0.07) Dose nes M ¥ ¥ Hp(0.07] Rate

Frint

6.3.9 Editing the summary by section

To open the dialog box which allows the edition the dose accumulations Go to the main
menu Dosicare Dosimetry / dosimetric report by sections:

€/ Section dosimetric report @

Section dosimetric report

Section :

SECTION 32
SECTION 33

[ Select al

From: |29/08/2009 J [T Hide workers doses
to:  [2g/m9se009 . [ Hide daily sub-totals

Beport preview | Frint repart ‘ H{ ‘ Cloze
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Displaying, editing the dosimetric summaries Dosicare

A Section : Selection of one or several sections
s®l ection dbébune section ou de plusieurs,

A Select All : Selection of all the sections,

A Acti vat e :aciwtibwdedctivationefrthe filter on sections and company for this
profiles

A Fr om ¢é :Baectidn of the period during which on-area stays have to be taken in
account.

A Hide workers doses: workers detailed information does not appeatr.

A Hide daily sub-totals: daily detailed information does not appear.

6.3.9.1 Complete summary

MGP Instruments
BP 1 - F-13113 Lamanon
France

! Téel+33(0)4 90 58 59 59
" Fax + 33 (0)4 90 59 55 18
E-mail : info@mgpi.com

Section dosimetry report
{user's filter desactivated)

Hame : mgp
Habilitation # ldSite; ldPHtest
Owner company of the RCA : MGEP
From: 29/08/2009 to: 28/09/2009
Section : SECTIOH 51 Dose Hp(10)G f Hp{10)M / Hp{D.07)
Date: 30:0572009
- 147 144 14
DUPCRD Micolas g/ g/ <]
MICHEL Yves ar gl g
Total dose : 28/ 28/ 28 pSe
Total: SECTIOH 51 287 287 28 pSv
Section : SECTION 52 Dose Hp(10)G / Hpd 100H / Hp(0.07)
Date: 3000572009
127 124 12
MARTIN Pierre 47 41 4
Total dose : 16/ 16/ 16 pSv
Total: SECTIOH 52 167 16/ 16 pSv
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Dosicare
6.3.9.2 Summary without workers details
MGP Instruments
BF 1 - F-13113 Lamanon
France
| Tél+ 33 (0)4 90 59 59 59
" Fax + 33 (0)4 90 59 55 18
E-mail : info@magpi.com
Section dosimetry report
(user's filter activated)
Hame : mgp
Habilitation # ldSite; ldPHtest
Owner company of the RCA @ WGP
From: 29/08:2009 to: 28/09/2009
Section : SECTIOH 51 Dose Hp(10)G / Hp{10)N / Hp{0.07)
3000552009 147 14 pSv
Totai : SECTION 51 14/ 14/ 14 pSu
Section : SECTIOH 52 Dose Hp{10)G / Hp{10)N | Hp(0.07)
300052009 41 4! 4 pSu
Total: SECTIOH 52 41 4 4 pSuv
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Dosicare

6.3.9.3  Summary without workers details » :
MGP Instruments
BF 1 -F-13113 Lamanon
France
Tél+ 33 (0)4 90 59 59 59
Fax + 33 (0)4 90 58 55 18
E-mail : info@mgpi.com
HIMeEE
Section dosimetry report
(user's filter desactivated)
Hame : mgp
Habilitation # ldSite; ldPHEest
Owner company of the RCA : [ lel=
From: 29005/2009 fo: 25i02/2009
Dose Hp{10)G / Hp{ 100N / Hp{0.07)
SECTIOH 51 28/ 28/ 28 pSv
SECTIOH 52 16/ 16/ 16 pSu
6.3.9.4 2D Graphics
Doses and max Rates by section n g@
Doses and max rate by section (29/08/2009 - 28/09/2009) - (user’s filter activated)
100 100
14 14 14 . Hp(10) Gamma Dose pSy
[ Hp(10) Gamma Rate pSwh
10 10 W Hp(10) Meutron Dose pSy
I Hp(10) Meutron rate pSwh
[ Hp(0.07) Dose pSy
4 ) 4 W Hp(0.07) Rate pSwh
o o o o o u]
1 1
SECTION 51 SECTION 52
Doge tax Fate
 Log o il M v v Hp(10) Gamnma Dose O MiiEerE W v v Hp(10) Gammna Pate
™ 3p | Ln & s M | [v Hp[10] Neutron Dose 1 B ¥ |¥ Hp(10) Meutron Rate
= = v W Hp(0.07) Dose Lifes M v |v Hpl0.07] Rate
Tint
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Displaying, editing the dosimetric summaries

6.3.9.5 3D Graphics

Doses and max Rates by section

Dose
2 & Hist M v v Hp(10] Gamma Dose
@ 3D ~ Lil:eosgrams M v v Hp(10] Neutron Dose
I ¥ v Hp(0.07) Dose

Frint

M Hp(10) Gamma Dose pSy

W Heo10) Gamma Rate pSwvih
Il Hp(10) Meutron Dose pSy
W Heo10) Meutron rate pSwh
I Hp(0.07) Dose pSy

M Hp(0.07) Rate pSwh

Max Rate

+ Histagrams M [V |¥ Hp(10) Gamma Rate

o1 M v [V Hp(10) Neutron Rate
i WV ¥ Hpl007) Rate

6.3.10 Editing alarms summary

The alarms summary edition can be called from the DosiCare main menu using

fDosimetry/Alarmsreportd o pt i

on.

Dosimeters alarms summary

From: [mpo/2007 . to:

v Rate alerts
v Rate alaims

[V Dose alerts

[v Dosze alarms

v Select/Unselect all alams

Beport preview Print report

241272007 .|

[ Time alarms

Close

Sel e

D

From é to
account.

)

ction of the period dur

141298EN-G
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Dosicare

A Alarms: Selection of alarms to display in the summary

Note: This choice enables the user to select workers passages to display in the summary. If the same passage
includes several alarms, they all will be displayed, even if these alarms were not selected. The summary head

includes alarms selected.

H :
MGP Instruments ame -
BPF 1 - F-13113 Lamanon L
France Habilitation #
1 Tel+33(0)4 90 55 59 59 1234567

Fax + 33 (0)4 90 58 55 18
E-mail : info@mgpi.com

Thi= is a report for the following alarms :

‘mMGP Dosze alert Daze alarm Titme alarm

INSTELTE Rate alert Rate alarm

Dosimeters alarms report

From: 121202007 to: 11012003
Date: Rate alert
Mame Task code Dose alarm Rate algrim
First naie HAPIUYEAD.07) Dosel Dose alert | | Time alarm
I I I I [
J0M272007
JACQUOT SO0z
Agvier 100 7 20 HEy x X b X ®
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7. DosiCare Web

7.1 Presentation

The module DosiCare Web allows the user to display and modify the workers data sheets
via a web browser.

The fields and the entering rules are similar to those ones of the worker data sheet of the
para. 4.7.1.2.

Address of the web site: http://localhost/Dosicare

7.2 Identification

The first screen is intended to identify. Only doctors and PCR (supervisors) are able to log
in with this interface.

The identification interface shows as below:

3 Login - Mozilla Firefox
Fichier Edition  Affichage  Historigue Marque-pages  Outils 2

@ - c iy W \|_L] http:/ffmoerel{Dosicare/login, aspx M ' J'.' S

@ Les plus visités Download from ¥

i

DOSICARE ACCESS

Login
Password

Terming
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Dosicare

7.3

Workers list

This screen enables to display the list of the workers and to sort it in alphabetical order.

Furthermore, it allows to select one row and to choose the action you want to perform on

this row:

A Display
A Modify
A Delete

A The action "Add" is valid independently of the selected or unselected row.

A With the Quit button, you return to the identification page.

From this screen, you can also access the screen showing the connection status of the
readers, by clicking on the link "Readers list":

) Worker list - Mozilla Firefox
Fichier  Edition  Affichage  Historique  Marque-pages  Outils 2

O -c

@ Les plus visités |_1‘] Download From ¥T

far %

\ |j hiktp: fifrmoerel/Dosicare/ListIntervenant, asp::

v - P

&

Eeaders st

Select the workeer and then the action to do

iCare

WORKERS LIST

MGP

|| INSTRUMENTS

il

[ wisualize | [ Modity | [ Delete ] [ Add |

oop T MmsTvom | smonox
DUPOND HMicelas 1
MARTIN Pierre 2
MICHEL Yves 1

Termingé
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7.4 Workers detail

If the user select "visualize", "Modify", "Delete" or "Add", the detail screen of a user appears
with the fields greyed, free for type or blank depending on the login profile.

Example: in modify mode a doctor can only modify the date of the medical visit, but he will
be able to display the entire dosimetry data of the worker he is in charge of.

The modify mode is shown below:

) Individual file - Mozilla Firefox

Fichier Edition  Affichage  Historigue  Marque-pages  Outils 7

@ - c {at % I_‘ \_1'] http:/ffmoerel{Dosicare/Detaillntervenant. aspx i ' 1. u_“]_
@ Les plus visités \j Download Fram YT
Ead
: I a re I nsTRUMENTS
INDIVIDUAL FILE
Previous page ] [ Yalidate ] [ Cluit I
Worlier file
Name  DUFOND Fiest name ST |
e . S S— = T
name names
Code | Category DMC display ||
Marital status
Social security No Sex @NManC Woman
Riwide o n1/11.1980 b

Terming

In case of an omission or an error of data capture, the problematic fields are red asterisked
and a reminder of the problems appears on the top of the page
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% Individual file - Mozilla Firefox

Fichier Edition  Affichage  Historique Marque-pages  Qutils 2
@ - c {aY % \ ﬂ http: fifmoerel/Dosicare/Detallntervenant . aspsx ﬁ_:‘_‘f - ‘ )- u]_
|81 Les plus visités |j Download from ¥T
L
l ca re \‘W‘"I | INSTRUMENTS
INDIVIDUAL FILE
Presdous page ] [E\/alldateil [ Cluit ] B
® The name is mandatory
® The first name is mandatory
® The social securnty number 15 mandatory
® The barth date 13 mandatory
Worker file
Name [ cmmmame [ ] Dogmeterve [ ]
Ul [ ] Oher [ ] (DM assigned
name names
Code || Category DMC display ||
")
Terming
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7.5 Readers List
This screen enables you to browse the list of readers, and in particular their connection
status.
The Exit button takes you back to the login page.

) Readers List - Mozilla Firefox
Fichier ~ Edition Affichage  Historique  Marque-pages  ©utils

@ - c iy W I |_1'] hitp:fifmoerel{DosicarefLecteurs, aspx

@ Les plus visités |j Download From YT
l c a re || INSTRUMENTS

?

Wortkers st

READERS LIST
Reader number Reader name
1 Entrée salle radio 1 0
3 #1 0
4 Entrée 1 0

Terming
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Blank page
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SiseriWebReport

8.

8.1

8.2

8.3

SiseriWebReport

Introduction

The SiseriReportWeb module allows each operator to check their dosimetric results by
entering their agent code. The displayed dosimetric results correspond to the sliding
cumulations of Gamma, Neutron and Hp(0,07) dose measured by the operator during time
periods of 1 month, 3 months, 1 year and 5 years.

URL of the website : http://ServeurWeblnstallation/SiseriwebReport

Operator log

On the main screen, an operator can enter his agent code :

Eichier Edition Affichage Historique Marque-pages Outils I

Dose individuelle de I'intervena...

& | @ nttp://localhost/SiseriWebReport/Home/ReportDosilndiv v | |' Google P| * B 4 @ | =

Numéro de badge de l'intervenant

Afficher rapport

%

Click on the « Afficher rapport » button to read the dosimetric report.

Dosimetric Report

This screen displays the dosimetric report of the operator:
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http://serveurwebinstallation/SiseriWebReport

SiseriWebReport Dosicare

[ Eichier Edition Affichage Historique Marque-pages Outis 2 ——

| Dose individuelle de l'ntervena... x\+

(' @ http://localhost/SiseriWebReport/Home/ReportDosilndiv < ' Google P ﬁ E ¥+ @ =

m automatique

MIRION peaith Physics

CHNOLOGIES  Division

Rapport Dosimétrigue

Narméro da badge 1
Nom : MOEREL
Socifté ¢ MIRIOMN

Curmuls glisants (2 j-1) Ep(10)G Ep(10) Hp(007)
1 Mois 3 Mois lan Sans

MOEREL
Frédéric

14122014 141072014 140072014 147012010

Hp(103 -
Hp(007) -

The PDF visualization plugin is built with several features like zoom, navigation and search.

The « Accueil » button is used to go back to the main screen.
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9.

9.1

9.2

9.3

The Dashboard

Presentation

The dashboard is an independent module, which allows informing in real time about any
problems in the system.

Identification

The first screen enables to log in and to select the language to use for the user interface.

€ DOSICARE

User identification

Login

Password

Language

¥alidate Quit

Once logged in, the dashboard will be hided but maintains accessible via an icon right on
the bottom of the screen. You only need to double click on this icon in order to display the
dashboard.

Watching the indicators

The dashboard provides three tabs.

On the first tab you can display:

A If the watched readers are linked or not linked.
A The exit with warning/alarm of dose or rate on the watched readers.
A The forced entries despite the entry is forbidden on the watched readers.
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The Dashboard Dosicare

“#. DosiCare - DashBoard

Real time Monitoring | Workers Monikoring | Settings |

Readers status '

Reader number Reader name Reader status ~
100 E ZONE Disconnected
0 o EE N v
102 EJS ZOME Disconnecked
I 103 E S0US-ZOMNE Disconneched
I 104 5 SOUS-ZONE Disconnected
N 105 EJS SOUS-ZOME Disconnected
N 106 ESCLAYE Disconnected
B 120 EXTERNE Disconneched
i 1 Balise Configuration Disconnected o

Transackions Workers Primary Dose Primary Dose rate

Transactions date and time ~ / Type Marne Firstname Section HPIOGD... 'HPIDGD... |HPIDGD... HPI0G ... HPLOGD... HPI0GD... Hpl(0.

A Onthe second tab you can display:
A The list of the workers staying in area
A The list of the workers, whose one of the dose accumulations exceeds a certain
percentage of the limit of the worker or the category.
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Dosicare The Dashboard

“#. DosiCare - DashBoard

mem]mmﬂlml
M

Fir striafe Section Current task code
B | MASSINI Marie-Christine Médecine Muckéaire (i

List of workers exceeding a percentage of their limits

Workers 1 Month 3 Months Sliding year
fame Firstname Zection Sum Lirrikt Percenta... Sum Limit Percenta... Sum Lirnit Parcenta... Sum
< >
Hide ik

The third tab enables to configure the behaviour of the dashboard.

The first zone allows the user to set:

A The "depth of the alarms". It is the number of days the entries and exit with problems
are displayed on the first tab.

A The choice of waking up the dashboard on a dose alarm

A The choice of waking up the dashboard on a rate alarm

A The choice of waking up the dashboard on a dose warning
A The choice of waking up the dashboard on a rate warning
A The choice of sending an email on rate warning

A The choice of sending an email on dose warning

A The choice of sending an email on dose alarm

A The choice of sending an email on rate alarm

The second zone allows the user:

A To select the readers he wants to watch or not.
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Dosicare
A To choose the waking up of the dashboard on a link loss
The third zone all ows the user to fix the
will wake up the dashboard when exceeded.
The forth frame enables the user to choose the mode of the dashboard 6 s wa ki ng

p=

p=

right on the bottom of the screen.

A

#: DosiCare - DashBoard

No wake-u p .

The

das hb o aautbmatically.6 t

act

Active on the screen. The dashboard will be active and displayed on the screen.

Info-bubble. The dashboard will be active and displays only an info-bubble on the icon

vat

Real time Monitoring | Warkers Monitaring | Settings

Real time Monitoring

Alarm days depth days
[Iwake-up on Dose Alert
Wake-up on Dose Rate Alert

[ wake-up on Dose Alarm

[]wake-up on Dose Rate Alarm

[]E-mail on Dose alert
[JE-mail on Dose Rate alert
[]E-mail on Dose Alarm
[JE-mail on Dose Rate Alarm

[CJEnforced Entry

Alert / Alarm Reader monitoring

Reader number

Reader name

Monitar ¥

4 1 Readerl
1001 Entrée Fred
1002 Entrée salle radio 1

[[Jwake-up on Connexion loss

Workers Monitoring

Dose Threshold Percentage

Dose Threshold Percentage Y

DashBoard behavior

Awakening mode

(%) Screen awakening
() Ballaon Tip
() Mo awakening

Hide

Quit
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Dosicare Monitoring the system

10. Monitoring the system

10.1 Presentation

Monitoring the system consists of:

A Checking that the LDM101, LDM210, LDM220 or LDM230 Reader is working
adequately

A Checking access authorization when activating a dosimeter.
The process that is performing the TASK is "LdmMgr" ("LdmMgr" stands for LDM Manager).

10.2 Checking that the LDM Reader is working

adequately
10.2.1 LDM110, LDM210, LDM220, LDM230
LDMb6s state (communication) is shown by LdmMg
]
the screen

When the reader is not communicating with the PC, the LdmMgr symbol is red crossed.
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10.2.2 Ldm2000 /3000
LdmMgr 2000 is shown by LdmMgr 6s  rtofthescrednocat ed on

xl

As more LdmMgr2000 handles ALL the readers, readers states are shown inside its windows.
LdmMgr2000windows opens when clicked.

138 141298EN-G

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C



Dosicare

Monitoring the system

ey DM Manager 2000 E”E|E|

File  Configuration

Readers list

Ma | M ame | D ate conhexion | Date last connesion A
3100 EZONE

€3101 S ZONE

E/S Z0NE 11401/2008 10:02.57 1140142008 10:0257

€¥103  ESOUS-ZOME

gm 5 S0US-ZONE 3
£ >
W arnings list

Date | Warnings | Reader

A 11/01/200810:1224  Hp(10)Gamma Dose © G000 pS 102 - E/S Z0OME

A 11/017200810:12:24  Hp[10)Gamma Max Fate © 10000 pSv/h 102 - E45 Z0OME

€ 11/01/200810:12:24  Hp{0.07) Dose (O pSw 102 - E45 ZOME

€ 11/01/200810:12:24  Hp(0.07) Max Rate - 0pSw/ih 102 - E45 ZOME

€ 11/01/200810:12:24 . Task Code : 001:Task one 102 - E45 Z0OME

= 11/01/200810:12:24  Zone exit: MARTIN 102 - E/5 Z0OME

€ 11/01/200810:12:24 102 - E/5 Z0OME

()11/01/2008 10:12:24  DM: 454555 - Na warker found. 102 - E/S Z0OME

A 110122008 101224 Hp(10)Gamma Dose  © G000 pS 102 - E/S Z0OME

A 11/017200810:12:24  Hp[10)Gamma Max Fate © 10000 pSv/h 102 - E45 Z0OME

A 1170172008 10:12:24  Hpl0.07) Dose (OpSw 102 - E45 ZOME

A 110172008 10:12:24  Hpl0.07) Max Rate 0 pSwih 102 - E45 Z0OME

A& 11/01/200810:112:24  Code 102 - E45 Z0OME

«= 11/01/200810:12:24  Zone exit : 102 - E/5 Z0OME

€ 11/01/200810:12:24 102 - E/5 Z0OME

\‘HMHW MGP Acguit 3 Acquit
INSTRUMENTS

Warning Warnings

LdmMgr2000 is divided in 2 parts.

Upper part shows all the connected and disconnected readers since SW installation.
In our example reader 1 is on line and reader number 8 has been on line once.

Lower part shows system activity.
3 types of events/alarms/warning are can appear they have to be acknowledged regularly.
€ 11/01/200210:12:24  Hp(0.07] Doze D pSy 102 - E/S ZONE

Correspond to a "normal" event
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10.3

A 11/01/200810:12:24 - Hp(10)Gamma Dose < 5000 pSy 102 - E/5 Z0OME

Correspond to an alarm that occurred during activation of a DMC

@ 11/01/2008 10:12:24 - Di: 454555 - Mo worker found. 102 - E/S Z0OME

Correspond to a system malfunction

Note: DosiCare never denies access. When a problem is found with the worker during access control it will "fire"
an event in the list.

Therefore this list has to be checked on a regular basis, event have to be acknowledged and appropriate actions
to be taken.

Checking access authorization (LDM110, LDM210,
LDM220, LDM230)

Double-clicking on the LdmMgr symbol brings up the following full-screen window.
A dosimeter is present in the reader, and is in the process of being checked.

The file menu can be used to quit the "LdmMgr" window.

The Configuration menu is used to configure the connected reader.

Entrée salle radio 1

STATUS

),

HELLO, PLEASE BRING
YOUR DOSIMETER !

Figure 1: Present your dosimeter, normal mode

The traffic light along the right-hand edge of the screen indicates the access status.
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Monitoring the system

- Before a dosimeter is presented, the light is red.
- During the access check, it goes to orange.
When access is authorised, the light goes to green.

The "Status" button at the top left of the screen shows whether the reader is connected or
not.

- Green for connected,
- red for disconnected.

Note : The display mode of the screen above (in the notification area or permanent full-screen display) can be
managed by editing the parameters in the file Ldm1.ini in the LdmMgr installation directory as follows :
AutoHide

; To leave the window open =0

; To automatically hide the program when the dosimiter is removed = 1

AutoHideWindow = 1

In touchscreen mode, the application can not be hidden automatically, and remains in full
screen mode.

The menus are not displayed, but are accessible using key combinations.

For instance, to stop the application, used the key combination CTRL + Q, and the following
screen appears

LDM Manager

Demande d arret

Youlez vous vraiment quitter I'application?

Gl 8O

The key combination CTRL + P displays the Configuration menu, it used to configure the
connected reader (see figure below).

Entrée Salle Radiologie

Demande en cours. veuillez patienter __.
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X

4 Configuration lecteur

Port: 3

M Port Com N - Recharger liste des portz dizpo.

NE Lecteur |Entrée Salle R adiologie

Détection Auto | Tester | Ok Annler

The traffic light along the right-hand edge of the screen indicates the access status.

Before a dosimeter is presented, the light is red and an image of a dosimeter with a flashing
arrow shows the required action "Present your dosimeter" Figure 1 : in normal mode
Figure 2 : in touchscreen mode

During the access check, it goes to orange.
When access is authorised, the light goes to green.

An image of a dosimeter with a flashing arrow shows the required action
(Figure 5 : remove your dosimeter)

the date and time are displayed at the bottom left of the screen (Figure 3 : Date T Time)

Entrée Salle Radiologie
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Figure 2: Present your dosimeter, touchscreen
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Dosicare Monitoring the system

If the reader is not detected, or incorrectly configured, the following screen indicates that the
application is not operating normally.

>

Figure 3: Datei Time

Note: It is possible to display or hide the date and time by modifying the parameters in the file LdmZ1.ini in the
LdmMgr installation directory as follows:

; Clock display

:0 = Hide date and time

;1 = Display date and time

DisplayClock=1

Several modes are available:

>

Master mode (connected)

¢ the application is configured to work with a remote master database, i.e. hosted on
anothet machine on the network. When the network is operating normally the
disconnection indicator is not displayed.

>

Master mode (disconnected)

141298EN-G 143

Publication, traduction et reproduction totales ou partielles de ce document sont rigoureusement interdites, sauf autorisation écrite de nos services.
The publication, translation or reproduction, either partly or wholly, of this document is not allowed without our written consent. Format 112175C










































































































































